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SECTION 00 01 15
LIST OF DRAWING SHEETS

The drawings listed below accompanying this specification form a part of the contract.

Drawing No. Title

1-TC00 COVER SHEET

1-TC01 SITE PLAN
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SECTION 01 00 00
GENERAL REQUIREMENTS

1.1 GENERAL INTENTION

A. Contractor shall furnish labor, equipment, and materials work for the

installation of Medical Gas System Upgrades as required by drawings and

specifications.

B. All employees of general contractor and subcontractors shall comply with VA

security management program, be identified by project and employer, and

restricted from unauthorized access.

C. Prior to commencing work, general contractor shall provide proof that a OSHA

certified “competent person” (CP) (29 CFR 1926.20(b)(2) will maintain a

presence at the work site whenever the general or subcontractors are

present.

D. Training:

1. All employees of general contractor or subcontractors shall have the 10-

hour OSHA certified Construction Safety. The General Contractor shall

provide proof that a OSHA certified “competent person” (CP) (29CFR

196.20(b)(2) will maintain a presence at the work site whenever the

general or subcontractors are present. The competent person will have

the 30-hour OSHA certified Construction Safety course.

2. Submit training records of all such employees for approval before the

start of work.

1.2 STATEMENT OF BID ITEM(S)

ITEM I, GENERAL DSECRIPTION: This project will install additional instrumentation

and telemetry to bring the Bulk Oxygen and Medical Gas monitoring systems into

compliance with NFPA 99. The alarm conditions are monitored locally in Buildings

2, 82, and 83, and must be improved to properly monitor additional alarm

conditions. These alarm conditions must also be monitored at the Master Alarm

Panels (MAP’s) in Building 2 and Building 30, which will require expanding and

modifying the fiber optic cable network. Separate lines shall be run from each

switch to each Master Alarm Panel, thus creating a redundant system allowing 24

hour monitoring to continue should one of the Master Alarm Panels be out of

service or off line for any reason. A more detailed description follows:

A. Bulk Oxygen System.
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a. High/Low line pressure master alarm pressure switches located in

Building 2, Room 0045-2, in Building 82 Room 01E and in Building 83

Room 07 shall be wired to the MAP’s.

B. Medical Air Primary System 1 (Building 82).

a. Wire local alarm signal for lag compressor to the MAP’s.

b. Wire dew point alarm to the MAP’s.

c. Wire Carbon Monoxide monitor alarm to MAP’s.

d. Modify dew point and CO monitors to indicate loss of power alarm at

the MAP’s.

e. Wire the high/Low line pressure master alarm pressure switches to the

MAP’s and install a gauge next to the switch.

f. Wire high temperature alarm sensors to the MAP’s.

C. Medical Air Primary System 2 (Building 83).

a. Install local alarm with audible and visual signal indicators when lag

pump starts.

b. Wire local alarm signal for lag compressor to the MAP’s.

c. Wire dew point alarm to the MAP’s.

d. Wire Carbon Monoxide monitor alarm to MAP’s.

e. Modify dew point and CO monitors to indicate loss of power alarm at

the MAP’s.

f. Install three-valve bypass at the receiver.

g. Wire the high/Low line pressure master alarm pressure switches to the

MAP’s and install a gauge next to the switch.

h. Wire high temperature alarm sensors to the MAP’s.

D. Medical Vacuum Primary System 1 (Building 2).

a. Install local alarm with audible and visual signal indicators when

reserve or lag pump operates.

b. Modify lag pump signal to allow it to latch, requiring manual reset.

c. Wire lag pump alarm signal to the MAP’s.

d. Wire the low line pressure master alarm pressure switches to the MAP’s

and install a gauge next to the switch.

e. Install a gas specific demand check fitting in the low pressure switch

connection.

f. Install valve at receiver to allow draining or servicing without

interrupting the vacuum system.

E. Medical Vacuum Primary System 2 (Building 83).

a. Install local alarm with audible and visual signal indicators when

reserve or lag pump operates.

b. Modify lag pump signal to allow it to latch, requiring manual reset.

c. Wire lag pump alarm signal to the MAP’s.

d. Wire the low line pressure master alarm pressure switches to the MAP’s

and install a gauge next to the switch.
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e. Install a gas specific demand check fitting in the low pressure switch

connection.

f. Install valve at receiver to allow draining or servicing without

interrupting the vacuum system.

F. Medical Vacuum Primary System 3 (Building 82).

a. Install local alarm with audible and visual signal indicators when

reserve or lag pump operates.

b. Modify lag pump signal to allow it to latch, requiring manual reset.

c. Wire lag pump alarm signal to the MAP’s.

d. Wire the low line pressure master alarm pressure switches to the MAP’s

and install a gauge next to the switch.

e. Install a gas specific demand check fitting in the low pressure switch

connection.

f. Install valve at receiver to allow draining or servicing without

interrupting the vacuum system.

g. Replace or repair automatic pump alternation so that single pump use

is sequentially cycled.

G. Medical Gas Master Alarm Panels (MAP’s) – install instrumentation and wire

the following source system signals for 24 hour monitoring:

a. Oxygen High and Low switch signals for buildings 2, 82 and 83.

b. Medical Air System High Dew Point signals for Buildings 82 and 83.

c. Medical Air system Carbon Monoxide High signals for buildings 82 and

83.

d. Medical Air system compressor High Air temperature signals for

Buildings 82 and 83.

e. Medical Air system Lag Compressor Running signals for Buildings 82 and

83.

f. Medical Air system High and Low Pressure signals for Buildings 82 and

83.

g. Medical Vacuum Lag Pump Running signals for Buildings 2, 82 and 83.

h. Vacuum system Line Pressure Low signals for Buildings 2, 82 and 83.

1.3 SPECIFICATIONS AND DRAWINGS FOR CONTRACTOR

A. AFTER AWARD OF CONTRACT, Specifications and Drawings will be furnished in

electronic format.

1.4 CONSTRUCTION SECURITY REQUIREMENTS

A. Security Plan:
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1. The security plan defines both physical and administrative security

procedures that will remain effective for the entire duration of the

project.

2. The General Contractor is responsible for assuring that all sub-

contractors working on the project and their employees also comply with

these regulations.

B. Security Procedures:

1. General Contractor’s employees shall not enter the project site without

appropriate badge. They may also be subject to inspection of their

personal effects when entering or leaving the project site.

2. For working outside the “regular hours” as defined in the contract, The

General Contractor shall give 3 days notice to the Contracting Officer so

that security arrangements can be provided for the employees. This

notice is separate from any notices required for utility shutdown

described later in this section.

3. No photography of VA premises is allowed without written permission of

the Contracting Officer.

4. VA reserves the right to close down or shut down the project site and

order General Contractor’s employees off the premises in the event of a

national emergency. The General Contractor may return to the site only

with the written approval of the Contracting Officer.

C. Key Control:

1. The General Contractor shall not lock anything on site except with locks

supplied by the station.

2. The General Contractor shall turn over all permanent lock cylinders to

the VA locksmith for permanent installation.

D. Document Control:

1. Before starting any work, the General Contractor/Sub Contractors shall

submit an electronic security memorandum describing the approach to

following goals and maintaining confidentiality of “sensitive

information”.

2. The General Contractor is responsible for safekeeping of all drawings,

project manual and other project information. This information shall be

shared only with those with a specific need to accomplish the project.
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4. Certain documents, sketches, videos or photographs and drawings may be

marked “Law Enforcement Sensitive” or “Sensitive Unclassified”. Secure

such information in separate containers and limit the access to only

those who will need it for the project. Return the information to the

Contracting Officer upon request.

5. These security documents shall not be removed or transmitted from the

project site without the written approval of Contracting Officer.

6. All paper waste or electronic media such as CD’s and diskettes shall be

shredded and destroyed in a manner acceptable to the VA.

7. Notify Contracting Officer and Site Security Officer immediately when

there is a loss or compromise of “sensitive information”.

8. All electronic information shall be stored in specified location

following VA standards and procedures.

a. Security, access and maintenance of all project drawings, both scanned

and electronic shall be performed and tracked through the EDMS system.

E. Motor Vehicle Restrictions

1. Separate permits shall be issued for General Contractor and its

employees for parking in designated areas only.

1.5 FIRE SAFETY

A. Applicable Publications: Publications listed below form part of this Article

to extent referenced. Publications are referenced in text by basic

designations only.

1. American Society for Testing and Materials (ASTM):

E84-2008 ............ Surface Burning Characteristics of Building

Materials

2. National Fire Protection Association (NFPA):

10-2006 ............. Standard for Portable Fire Extinguishers

30-2007 ............. Flammable and Combustible Liquids Code

51B-2003 ............ Standard for Fire Prevention During Welding, Cutting

and Other Hot Work

70-2008 ............. National Electrical Code

241-2004 ............ Standard for Safeguarding Construction, Alteration,

and Demolition Operations
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3. Occupational Safety and Health Administration (OSHA):

29 CFR 1926 ......... Safety and Health Regulations for Construction

B. Fire Safety Plan: Establish and maintain a fire protection program in

accordance with 29 CFR 1926. Prior to start of work, prepare a plan

detailing project-specific fire safety measures, including periodic status

reports, and submit to Project Engineer and Facility Safety Officer for

review for compliance with contract requirements in accordance with Section

01 33 23, SHOP DRAWINGS, PRODUCT DATA AND SAMPLES Prior to any worker for

the contractor or subcontractors beginning work, they shall undergo a safety

briefing provided by the general contractor’s competent person per OSHA

requirements. This briefing shall include information on the construction

limits, VAMC safety guidelines, means of egress, break areas, work hours,

locations of restrooms, use of VAMC equipment, etc. Documentation shall be

provided to the COR that individuals have undergone contractor’s safety

briefing.

C. Site and Building Access: Maintain free and unobstructed access to facility

emergency services and for fire, police and other emergency response forces

in accordance with NFPA 241.

D. Separate temporary facilities, such as trailers, storage sheds, and

dumpsters, from existing buildings and new construction by distances in

accordance with NFPA 241. For small facilities with less than 6 m (20 feet)

exposing overall length, separate by 3m (10 feet).

E. Temporary Construction Partitions:

1. Install and maintain temporary construction partitions to provide smoke-

tight separations between construction areas and adjoining areas.

Construct partitions of gypsum board or treated plywood (flame spread

rating of 25 or less in accordance with ASTM E84) on both sides of fire

retardant treated wood or metal steel studs. Extend the partitions

through suspended ceilings to floor slab deck or roof. Seal joints and

penetrations. At door openings, install Class C, ¾ hour fire/smoke rated

doors with self-closing devices.

2. Close openings in smoke barriers and fire-rated construction to maintain

fire ratings. Seal penetrations with listed through-penetration firestop

materials in accordance with Section 07 84 00, FIRESTOPPING.

F. Temporary Heating and Electrical: Install, use and maintain installations in

accordance with 29 CFR 1926, NFPA 241 and NFPA 70.
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G. Means of Egress: Do not block exiting for occupied buildings, including

paths from exits to roads. Minimize disruptions and coordinate with COR and

facility Safety Manager.

H. Egress Routes for Construction Workers: Maintain free and unobstructed

egress. Inspect daily. Report findings and corrective actions weekly to

Project Engineer and facility Safety Manager.

I. Fire Extinguishers: Provide and maintain extinguishers in construction areas

and temporary storage areas in accordance with 29 CFR 1926, NFPA 241 and

NFPA 10.

J. Flammable and Combustible Liquids: Store, dispense and use liquids in

accordance with 29 CFR 1926, NFPA 241 and NFPA 30.

K. Existing Fire Protection: Do not impair automatic sprinklers, smoke and heat

detection, and fire alarm systems, except for portions immediately under

construction, and temporarily for connections. Provide fire watch for

impairments more than 4 hours in a 24-hour period. Request interruptions in

accordance with Article, OPERATIONS AND STORAGE AREAS, and coordinate with

COR and facility Safety Manager. All existing or temporary fire protection

systems (fire alarms, sprinklers) located in construction areas shall be

tested as coordinated with the medical center. Parameters for the testing

and results of any tests performed shall be recorded by the medical center

and copies provided to the COR.

L. Smoke Detectors: Prevent accidental operation. Remove temporary covers at

end of work operations each day. Coordinate with COR and facility Safety

Manager.

M. Hot Work: Perform and safeguard hot work operations in accordance with NFPA

241 and NFPA 51B. Coordinate with COR. Obtain permits from facility Fire

Department at least 48 hours in advance. Designate contractor's responsible

project-site fire prevention program manager to permit hot work.

N. Fire Hazard Prevention and Safety Inspections: Inspect entire construction

areas weekly. Coordinate with, and report findings and corrective actions

weekly to COR and facility Fire department.

O. Smoking: Smoking is prohibited in and adjacent to construction areas inside

existing buildings and additions under construction. In separate and

detached buildings under construction, smoking is prohibited except in

designated smoking rest areas.

P. Dispose of waste and debris in accordance with NFPA 241. Remove from

buildings daily.
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Q. Perform other construction, alteration and demolition operations in

accordance with 29 CFR 1926.

1.6 OPERATIONS AND STORAGE AREAS

A. Working space and space available for storing materials shall be as

determined by the COR.

B. Workmen are subject to rules of Medical Center applicable to their conduct.

C. Execute work so as to interfere as little as possible with normal

functioning of Medical Center as a whole, including operations of utility

services, fire protection systems and any existing equipment, and with work

being done by others. Use of equipment and tools that transmit vibrations

and noises through the building structure, are not permitted in buildings

that are occupied, during construction, jointly by patients or medical

personnel, and Contractor's personnel, except as permitted by COR where

required by limited working space.

1. Do not store materials and equipment in other than assigned areas.

2. Schedule delivery of materials and equipment to immediate construction

working areas within buildings in use by Department of Veterans Affairs

in quantities sufficient for not more than two work days. Provide

unobstructed access to Medical Center areas required to remain in

operation.

3. Where access by Medical Center personnel to vacated portions of buildings

is not required, storage of Contractor's materials and equipment will be

permitted subject to fire and safety requirements.

D. Utilities Services: Maintain existing utility services for Medical Center

at all times. Provide temporary facilities, labor, materials, equipment,

connections, and utilities to assure uninterrupted services. Where necessary

to cut existing water, steam, gases, sewer or air pipes, or conduits, wires,

cables, etc. of utility services or of fire protection systems and

communications systems (including telephone), they shall be cut and capped

at suitable places where shown; or, in absence of such indication, where

directed by COR.

1. No utility service such as water, gas, steam, sewers or electricity, or

fire protection systems and communications systems may be interrupted

without prior approval of COR. Electrical work shall be accomplished with

all affected circuits or equipment de-energized. When an electrical

outage cannot be accomplished, work on any energized circuits or

equipment shall not commence without the Medical Center Director’s prior



Veterans Affairs Medical Center Medical Gas System Upgrade
Battle Creek, Michigan January 11, 2012

01 00 00 -9

knowledge and written approval. 2. Contractor shall submit a request

to interrupt any such services to COR, in writing, 48 hours in advance of

proposed interruption. Request shall state reason, date, exact time of,

and approximate duration of such interruption.

3. Contractor will be advised in writing of approval of request, or of which

other date and/or time such interruption will cause least inconvenience

to operations of Medical Center. Interruption time approved by Medical

Center may occur at other than Contractor's normal working hours.

4. Major interruptions of any system must be requested, in writing, at least

15 calendar days prior to the desired time and shall be performed as

directed by the COR.

5. In case of a contract construction emergency, service will be interrupted

on approval of COR. Such approval will be confirmed in writing as soon as

practical.

6. Whenever it is required that a connection fee be paid to a public utility

provider for new permanent service to the construction project, for such

items as water, sewer, electricity, gas or steam, payment of such fee

shall be the responsibility of the Government and not the Contractor.

E. Abandoned Lines: All service lines such as wires, cables, conduits, ducts,

pipes and the like, and their hangers or supports, which are to be abandoned

but are not required to be entirely removed, shall be sealed, capped or

plugged. The lines shall not be capped in finished areas, but shall be

removed and sealed, capped or plugged in ceilings, within furred spaces, in

unfinished areas, or within walls or partitions; so that they are completely

behind the finished surfaces.

F. To minimize interference of construction activities with flow of Medical

Center traffic, comply with the following:

1. Keep roads, walks and entrances to grounds, to parking and to occupied

areas of buildings clear of construction materials, debris and standing

construction equipment and vehicles. Wherever excavation for new utility

lines cross existing roads, at least one lane must be open to traffic at

all times.

2. Method and scheduling of required cutting, altering and removal of

existing roads, walks and entrances must be approved by the COR.

G. Coordinate the work for this contract with other construction operations as

directed by COR. This includes the scheduling of traffic and the use of

roadways, as specified in Article, USE OF ROADWAYS.
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1.7 INFECTION PREVENTION MEASURES

A. Implement the requirements of VAMC’s Infection Control Risk Assessment

(ICRA) team. ICRA Group may monitor dust in the vicinity of the construction

work and require the Contractor to take corrective action immediately if the

safe levels are exceeded.

B. Establish and maintain a dust control program as part of the contractor’s

infection preventive measures in accordance with the guidelines provided by

ICRA Group as specified here. Prior to start of work, prepare a plan

detailing project-specific dust protection measures, including periodic

status reports, and submit to Project Engineer and Facility ICRA team for

review for compliance with contract requirements in accordance with Section

01 33 23, SHOP DRAWINGS, PRODUCT DATA AND SAMPLES.

1. All personnel involved in the construction or renovation activity shall

be educated and trained in infection prevention measures established by

the medical center.

C. Medical center Infection Control personnel shall monitor for airborne

disease (e.g. aspergillosis) as appropriate during construction. A baseline

of conditions may be established by the medical center prior to the start of

work and periodically during the construction stage to determine impact of

construction activities on indoor air quality. In addition:

1. The COR and VAMC Infection Control personnel shall review pressure

differential monitoring documentation to verify that pressure

differentials in the construction zone and in the patient-care rooms are

appropriate for their settings. The requirement for negative air pressure

in the construction zone shall depend on the location and type of

activity. Upon notification, the contractor shall implement corrective

measures to restore proper pressure differentials as needed.

2. In case of any problem, the medical center, along with assistance from

the contractor, shall conduct an environmental assessment to find and

eliminate the source.

D. In general, following preventive measures shall be adopted during

construction to keep down dust and prevent mold.

1. Dampen debris to keep down dust and provide temporary construction

partitions in existing structures where directed by COR. Blank off ducts

and diffusers to prevent circulation of dust into occupied areas during

construction.
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2. Do not perform dust producing tasks within occupied areas without the

approval of the COR. For construction in any areas that will remain

jointly occupied by the medical Center and Contractor’s workers, the

Contractor shall:

a. Provide dust proof one-hour temporary drywall construction barriers to

completely separate construction from the operational areas of the

hospital in order to contain dirt debris and dust. Barriers shall be

sealed and made presentable on hospital occupied side. Install a self-

closing rated door in a metal frame, commensurate with the partition,

to allow worker access. Maintain negative air at all times. A fire

retardant polystyrene, 6-mil thick or greater plastic barrier meeting

local fire codes may be used where dust control is the only hazard,

and an agreement is reached with the COR and Medical Center.

b. HEPA filtration is required where the exhaust dust may reenter the

breathing zone. Contractor shall verify that construction exhaust to

exterior is not reintroduced to the medical center through intake

vents, or building openings. Install HEPA (High Efficiency Particulate

Accumulator) filter vacuum system rated at 95% capture of 0.3 microns

including pollen, mold spores and dust particles. Insure continuous

negative air pressures occurring within the work area. HEPA filters

should have ASHRAE 85 or other prefilter to extend the useful life of

the HEPA. Provide both primary and secondary filtrations units.

Exhaust hoses shall be heavy duty, flexible steel reinforced and

exhausted so that dust is not reintroduced to the medical center.

c. Adhesive Walk-off/Carpet Walk-off Mats, minimum 600mm x 900mm (24” x

36”), shall be used at all interior transitions from the construction

area to occupied medical center area. These mats shall be changed as

often as required to maintain clean work areas directly outside

construction area at all times.

d. Vacuum and wet mop all transition areas from construction to the

occupied medical center at the end of each workday. Vacuum shall

utilize HEPA filtration. Maintain surrounding area frequently. Remove

debris as they are created. Transport these outside the construction

area in containers with tightly fitting lids.

e. The contractor shall not haul debris through patient-care areas

without prior approval of the COR and the Medical Center. When,

approved, debris shall be hauled in enclosed dust proof containers or

wrapped in plastic and sealed with duct tape. No sharp objects should

be allowed to cut through the plastic. Wipe down the exterior of the

containers with a damp rag to remove dust. All equipment, tools,



Veterans Affairs Medical Center Medical Gas System Upgrade
Battle Creek, Michigan January 11, 2012

01 00 00 -12

material, etc. transported through occupied areas shall be made free

from dust and moisture by vacuuming and wipe down.

f. Using a HEPA vacuum, clean inside the barrier and vacuum ceiling tile

prior to replacement. Any ceiling access panels opened for

investigation beyond sealed areas shall be sealed immediately when

unattended.

g. There shall be no standing water during construction. This includes

water in equipment drip pans and open containers within the

construction areas. All accidental spills must be cleaned up and dried

within 12 hours. Remove and dispose of porous materials that remain

damp for more than 72 hours.

h. At completion, remove construction barriers and ceiling protection

carefully, outside of normal work hours. Vacuum and clean all surfaces

free of dust after the removal.

E. Final Cleanup:

1. Upon completion of project, or as work progresses, remove all

construction debris from above ceiling, vertical shafts and utility

chases that have been part of the construction.

2. Perform HEPA vacuum cleaning of all surfaces in the construction area.

This includes walls, ceilings, cabinets, furniture (built-in or free

standing), partitions, flooring, etc.

3. All new air ducts shall be cleaned prior to final inspection.

1.8 DISPOSAL AND RETENTION

A. Materials and equipment accruing from work removed and from demolition of

buildings or structures, or parts thereof, shall be disposed of as follows:

1. Reserved items which are to remain property of the Government are

identified by attached tags as items to be stored. Items that remain

property of the Government shall be removed or dislodged from present

locations in such a manner as to prevent damage which would be

detrimental to re-installation and reuse. Store such items where directed

by COR.

2. Items not reserved shall become property of the Contractor and be removed

by Contractor from Medical Center.

3. Items of portable equipment and furnishings located in rooms and spaces

in which work is to be done under this contract shall remain the property
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of the Government. When rooms and spaces are vacated by the Department of

Veterans Affairs during the alteration period, such items which are NOT

required by drawings and specifications to be either relocated or reused

will be removed by the Government in advance of work to avoid interfering

with Contractor's operation.

1.9 RESTORATION

A. Remove, cut, alter, replace, patch and repair existing work as necessary to

install new work. Except as otherwise shown or specified, do not cut, alter

or remove any structural work, and do not disturb any ducts, plumbing,

steam, gas, or electric work without approval of the COR. Existing work to

be altered or extended and that is found to be defective in any way, shall

be reported to the COR before it is disturbed. Materials and workmanship

used in restoring work, shall conform in type and quality to that of

original existing construction, except as otherwise shown or specified.

B. Upon completion of contract, deliver work complete and undamaged. Existing

work (walls, ceilings, partitions, floors, mechanical and electrical work,

lawns, paving, roads, walks, etc.) disturbed or removed as a result of

performing required new work, shall be patched, repaired, reinstalled, or

replaced with new work, and refinished and left in as good condition as

existed before commencing work.

C. At Contractor's own expense, Contractor shall immediately restore to service

and repair any damage caused by Contractor's workmen to existing piping and

conduits, wires, cables, etc., of utility services or of fire protection

systems and communications systems (including telephone) which are indicated

on drawings and which are not scheduled for discontinuance or abandonment.

D. Subsurface conditions have been developed by core borings and test pits.

Logs of subsurface exploration are shown diagrammatically on drawings.

E. A copy of the soil report will be made available for inspection by bidders

upon request to the Engineering Officer at the VA Medical Center, Battle

Creek and shall be considered part of the contract documents.

F. Government does not guarantee that other materials will not be encountered

nor that proportions, conditions or character of several materials will not

vary from those indicated by explorations. Bidders are expected to examine

site of work and logs of borings; and, after investigation, decide for

themselves character of materials and make their bids accordingly. Upon

proper application to Department of Veterans Affairs, bidders will be

permitted to make subsurface explorations of their own at site.
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1.10 PROFESSIONAL SURVEYING SERVICES

A registered professional land surveyor or registered civil engineer whose

services are retained and paid for by the Contractor shall perform services

specified herein and in other specification sections. The Contractor shall

certify that the land surveyor or civil engineer is not one who is a regular

employee of the Contractor, and that the land surveyor or civil engineer has

no financial interest in this contract.

1.11 LAYOUT OF WORK

A. Whenever changes from contract drawings are made in line or grading

requiring certificates, record such changes on a reproducible drawing

bearing the registered land surveyor or registered civil engineer seal, and

forward these drawings upon completion of work to COR.

B. The Contractor shall perform the surveying and layout work of this and other

articles and specifications in accordance with the provisions of Article

"Professional Surveying Services".

1.12 AS-BUILT DRAWINGS

A. The contractor shall maintain two full size sets of as-built drawings which

will be kept current during construction of the project, to include all

contract changes, modifications and clarifications.

B. All variations shall be shown in the same general detail as used in the

contract drawings. To insure compliance, as-built drawings shall be made

available for the COR's review, as often as requested.

C. Contractor shall deliver two approved completed sets of as-built drawings to

the COR within 15 calendar days after each completed phase and after the

acceptance of the project by the COR.

D. Paragraphs A, B, & C shall also apply to all shop drawings.

1.13 USE OF ROADWAYS

A. For hauling, use only established public roads and roads on Medical Center

property and, when authorized by the COR, such temporary roads which are

necessary in the performance of contract work. Temporary roads shall be

constructed by the Contractor at Contractor's expense. When necessary to

cross curbing, sidewalks, or similar construction, they must be protected by

well-constructed bridges.

B. When new permanent roads are to be a part of this contract, Contractor may

construct them immediately for use to facilitate building operations. These
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roads may be used by all who have business thereon within zone of building

operations.

C. When certain buildings (or parts of certain buildings) are required to be

completed in advance of general date of completion, all roads leading

thereto must be completed and available for use at time set for completion

of such buildings or parts thereof.

1.14 TEMPORARY USE OF MECHANICAL AND ELECTRICAL EQUIPMENT

A. Use of new installed mechanical and electrical equipment to provide heat,

ventilation, plumbing, light and power will be permitted subject to

compliance with the following provisions:

1. Permission to use each unit or system must be given by COR. If the

equipment is not installed and maintained in accordance with the

following provisions, the COR will withdraw permission for use of the

equipment.

2. Electrical installations used by the equipment shall be completed in

accordance with the drawings and specifications to prevent damage to the

equipment and the electrical systems, i.e. transformers, relays, circuit

breakers, fuses, conductors, motor controllers and their overload

elements shall be properly sized, coordinated and adjusted. Voltage

supplied to each item of equipment shall be verified to be correct and it

shall be determined that motors are not overloaded. The electrical

equipment shall be thoroughly cleaned before using it and again

immediately before final inspection including vacuum cleaning and wiping

clean interior and exterior surfaces.

3. Units shall be properly lubricated, balanced, and aligned. Vibrations

must be eliminated.

4. Automatic temperature control systems for preheat coils shall function

properly and all safety controls shall function to prevent coil freeze-up

damage.

5. The air filtering system utilized shall be that which is designed for the

system when complete, and all filter elements shall be replaced at

completion of construction and prior to testing and balancing of system.

6. All components of heat production and distribution system, metering

equipment, condensate returns, and other auxiliary facilities used in

temporary service shall be cleaned prior to use; maintained to prevent

corrosion internally and externally during use; and cleaned, maintained

and inspected prior to acceptance by the Government
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B. Prior to final inspection, the equipment or parts used which show wear and

tear beyond normal, shall be replaced with identical replacements, at no

additional cost to the Government.

C. This paragraph shall not reduce the requirements of the mechanical and

electrical specifications sections.

1.15 TEMPORARY USE OF EXISTING ELEVATORS

A. Use of existing elevators for handling building materials and Contractor's

personnel will be permitted subject to following provisions:

1. Contractor makes all arrangements with the COR for use of elevators. The

COR will ascertain that elevators are in proper condition.

2. Contractor covers and provides maximum protection of following elevator

components:

a. Entrance jambs, heads soffits and threshold plates.

b. Entrance columns, canopy, return panels and inside surfaces of car

enclosure walls.

c. Finish flooring.

3. Government will accept hoisting ropes of elevator and rope of each speed

governor if they are worn under normal operation. However, if these ropes

are damaged by action of foreign matter such as sand, lime, grit, stones,

etc., during temporary use, they shall be removed and replaced by new

hoisting ropes.

1.16 AVAILABILITY AND USE OF UTILITY SERVICES

A. The Government shall make all reasonably required amounts of utilities

available to the Contractor from existing outlets and supplies, as specified

in the contract. The amount to be paid by the Contractor for chargeable

electrical services shall be the prevailing rates charged to the Government.

The Contractor shall carefully conserve any utilities furnished without

charge.

B. The Contractor, at Contractor's expense and in a workmanlike manner

satisfactory to the Contracting Officer, shall install and maintain all

necessary temporary connections and distribution lines, and all meters

required to measure the amount of electricity used for the purpose of

determining charges. Before final acceptance of the work by the Government,
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the Contractor shall remove all the temporary connections, distribution

lines, meters, and associated paraphernalia.

C. Contractor shall install meters at Contractor's expense and furnish the

Medical Center Cemetery a monthly record of the Contractor's usage of

electricity as hereinafter specified.

D. Heat: Furnish temporary heat necessary to prevent injury to work and

materials through dampness and cold. Use of open salamanders or any

temporary heating devices which may be fire hazards or may smoke and damage

finished work, will not be permitted. Maintain minimum temperatures as

specified for various materials:

1. Obtain heat by connecting to Medical Center heating distribution system.

a. Steam is available at no cost to Contractor.

E. Electricity (for Construction and Testing): Furnish all temporary electric

services.

1. Obtain electricity by connecting to the Medical Center electrical

distribution system. The Contractor shall meter and pay for electricity

required for electric cranes and hoisting devices, electrical welding

devices and any electrical heating devices providing temporary heat.

Electricity for all other uses is available at no cost to the Contractor.

F. Water (for Construction and Testing): Furnish temporary water service.

1. Obtain water by connecting to the Medical Center Cemetery water

distribution system. Provide reduced pressure backflow preventer at each

connection. Water is available at no cost to the Contractor.

2. Maintain connections, pipe, fittings and fixtures and conserve water-use

so none is wasted. Failure to stop leakage or other wastes will be cause

for revocation (at Contract Officer’s discretion) of use of water from

Medical Center's system.

G. Steam: Furnish steam system for testing required in various sections of

specifications.

1. Obtain steam for testing by connecting to the Medical Center steam

distribution system. Steam is available at no cost to the Contractor.

2. Maintain connections, pipe, fittings and fixtures and conserve steam-use

so none is wasted. Failure to stop leakage or other waste will be cause

for revocation (at COR's discretion), of use of steam from the Medical

Center's system.
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H. Fuel: Natural and LP gas and burner fuel oil required for boiler cleaning,

normal initial boiler-burner setup and adjusting, and for performing the

specified boiler tests will be furnished by the Government. Fuel required

for prolonged boiler-burner setup, adjustments, or modifications due to

improper design or operation of boiler, burner, or control devices shall be

furnished by the Contractor at Contractor's expense.

1.17 TESTS

A. Pre-test mechanical and electrical equipment and systems and make

corrections required for proper operation of such systems before requesting

final tests. Final test will not be conducted unless pre-tested.

B. Conduct final tests required in various sections of specifications in

presence of an authorized representative of the Contracting Officer.

Contractor shall furnish all labor, materials, equipment, instruments, and

forms, to conduct and record such tests.

C. Mechanical and electrical systems shall be balanced, controlled and

coordinated. A system is defined as the entire complex which must be

coordinated to work together during normal operation to produce results for

which the system is designed. For example, air conditioning supply air is

only one part of entire system which provides comfort conditions for a

building. Other related components are return air, exhaust air, steam,

chilled water, refrigerant, hot water, controls and electricity, etc.

Another example of a complex which involves several components of different

disciplines is a boiler installation. Efficient and acceptable boiler

operation depends upon the coordination and proper operation of fuel,

combustion air, controls, steam, feedwater, condensate and other related

components.

D. All related components as defined above shall be functioning when any system

component is tested. Tests shall be completed within a reasonably short

period of time during which operating and environmental conditions remain

reasonably constant.

E. Individual test result of any component, where required, will only be

accepted when submitted with the test results of related components and of

the entire system.

1.18 INSTRUCTIONS

A. Contractor shall furnish Maintenance and Operating manuals and verbal

instructions when required by the various sections of the specifications and

as hereinafter specified.
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B. Manuals: Maintenance and operating manuals (four copies each) for each

separate piece of equipment shall be delivered to the COR coincidental with

the delivery of the equipment to the job site. Manuals shall be complete,

detailed guides for the maintenance and operation of equipment. They shall

include complete information necessary for starting, adjusting, maintaining

in continuous operation for long periods of time and dismantling and

reassembling of the complete units and sub-assembly components. Manuals

shall include an index covering all component parts clearly cross-referenced

to diagrams and illustrations. Illustrations shall include "exploded" views

showing and identifying each separate item. Emphasis shall be placed on the

use of special tools and instruments. The function of each piece of

equipment, component, accessory and control shall be clearly and thoroughly

explained. All necessary precautions for the operation of the equipment and

the reason for each precaution shall be clearly set forth. Manuals must

reference the exact model, style and size of the piece of equipment and

system being furnished. Manuals referencing equipment similar to but of a

different model, style, and size than that furnished will not be accepted.

C. Instructions: Contractor shall provide qualified, factory-trained

manufacturers' representatives to give detailed instructions to assigned

Department of Veterans Affairs personnel in the operation and complete

maintenance for each piece of equipment. All such training will be at the

job site. These requirements are more specifically detailed in the various

technical sections. Instructions for different items of equipment that are

component parts of a complete system, shall be given in an integrated,

progressive manner. All instructors for every piece of component equipment

in a system shall be available until instructions for all items included in

the system have been completed. This is to assure proper instruction in the

operation of inter-related systems. All instruction periods shall be at such

times as scheduled by the COR and shall be considered concluded only when

the COR is satisfied in regard to complete and thorough coverage. The

Department of Veterans Affairs reserves the right to request the removal of,

and substitution for, any instructor who, in the opinion of the COR, does

not demonstrate sufficient qualifications in accordance with requirements

for instructors above.

1.19 HISTORIC PRESERVATION

Where the Contractor or any of the Contractor's employees, prior to, or

during the construction work, are advised of or discover any possible

archeological, historical and/or cultural resources, the Contractor shall

immediately notify the COR verbally, and then with a written follow up.

- - - E N D - - -
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SECTION 01 33 23
SHOP DRAWINGS, PRODUCT DATA, AND SAMPLES

1.1 For the purposes of this contract, samples, test reports, certificates,

and manufacturers' literature and data shall also be subject to the

previously referenced requirements. The following text refers to all

items collectively as SUBMITTALS.

1.2 Submit for approval, all of the items specifically mentioned under the

separate sections of the specification, with information sufficient to

evidence full compliance with contract requirements. Materials,

fabricated articles and the like to be installed in permanent work shall

equal those of approved submittals. After an item has been approved, no

change in brand or make will be permitted unless:

A. Satisfactory written evidence is presented to, and approved by

Contracting Officer, that manufacturer cannot make scheduled delivery

of approved item or;

B. Item delivered has been rejected and substitution of a suitable item

is an urgent necessity or;

C. Other conditions become apparent which indicates approval of such

substitute item to be in best interest of the Government.

1.3 Forward submittals in sufficient time to permit proper consideration and

approval action by Government. Time submission to assure adequate lead

time for procurement of contract - required items. Delays attributable

to untimely and rejected submittals will not serve as a basis for

extending contract time for completion.

1.4 Submittals will be reviewed by the COR for compliance with contract

requirements, and action thereon will be taken by COR on behalf of the

Contracting Officer.

1.5 Upon receipt of submittals, COR will assign a file number thereto.

Contractor, in any subsequent correspondence, shall refer to this file

and identification number to expedite replies relative to previously

approved or disapproved submittals.
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1.6 The Government reserves the right to require additional submittals,

whether or not particularly mentioned in this contract. If additional

submittals beyond those required by the contract are furnished pursuant

to request therefor by Contracting Officer, prior to provision of

submittals a mutual agreement of the contracting parties will first be

negotiated and contract modification executed in accordance with FAR

52.243-4 CHANGES and VAAR CHANGES SUPPLEMENT 852.236-88.

1.7 Submittals must be submitted by Contractor only and shipped prepaid.

Contracting Officer assumes no responsibility for checking quantities or

exact numbers included in such submittals.

A. Submit shop drawings, schedules, manufacturers' literature and

data, and certificates in quadruplicate, except where a greater

number is specified.

B. Submittals will receive consideration only when covered by a

transmittal letter signed by Contractor. Letter shall be sent via

first class mail and shall contain the list of items, name of

Medical Center, name of Contractor, contract number, applicable

specification paragraph numbers, applicable drawing numbers (and

other information required for exact identification of location for

each item), manufacturer and brand, ASTM or Federal Specification

Number (if any) and such additional information as may be required by

specifications for particular item being furnished. In addition,

catalogs shall be marked to indicate specific items submitted for

approval.

1. A copy of letter must be enclosed with items, and any items

received without identification letter will be considered

"unclaimed goods" and held for a limited time only.

2. Each sample, certificate, manufacturers' literature and data shall

be labeled to indicate the name and location of the Medical

Center, name of Contractor, manufacturer, brand, contract number

and ASTM or Federal Specification Number as applicable and

location(s) on project.

3. Required certificates shall be signed by an authorized

representative of manufacturer or supplier of material, and by

Contractor.

C. If submittal samples have been disapproved, resubmit new samples

as soon as possible after notification of disapproval. Such new
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samples shall be marked "Resubmitted Sample" in addition to

containing other previously specified information required on label

and in transmittal letter.

D. Approved samples will be kept on file by the COR at the site until

completion of contract, at which time samples can be retrieved by

contractor from COR as contractors property. Where noted in technical

sections of specifications, approved samples in good condition may be

used in their proper locations in contract work. At completion of

contract, samples that are not approved will be returned to

Contractor only upon request and at Contractor's expense. Such

request should be made prior to completion of the contract.

Disapproved samples that are not requested for return by Contractor

will be discarded after completion of contract.

E. Submittal drawings (shop, erection or setting drawings) and

schedules, required for work of various trades, shall be checked

before submission by technically qualified employees of Contractor

for accuracy, completeness and compliance with contract requirements.

These drawings and schedules shall be stamped and signed by

Contractor certifying to such check.

1. For each drawing required, submit one legible photographic paper

or vellum reproducible.

2. Reproducible shall be full size.

3. Each drawing shall have marked thereon, proper descriptive title,

including Medical Center location, project number, manufacturer's

number, reference to contract drawing number, detail Section

Number, and Specification Section Number.

4. A space 120 mm by 125 mm (4-3/4 by 5 inches) shall be reserved on

each drawing to accommodate approval or disapproval stamp.

5. Submit drawings, ROLLED WITHIN A MAILING TUBE, fully protected for

shipment.

6. One reproducible print of approved or disapproved shop drawings

will be forwarded to Contractor.

7. When work is directly related and involves more than one trade,

shop drawings shall be submitted to Architect-Engineer under one

cover.

1.8 Samples, shop drawings, test reports, certificates and manufacturers'

literature and data, shall be submitted for approval to the COR.

- - - E N D - - -
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SECTION 01 42 19
REFERENCE STANDARDS

PART 1 - GENERAL

1.1 DESCRIPTION

This section specifies the availability and source of references and standards

specified in the project manual under paragraphs APPLICABLE PUBLICATIONS

and/or shown on the drawings.

1.2 AVAILABILITY OF SPECIFICATIONS LISTED IN THE GSA INDEX OF FEDERAL

SPECIFICATIONS, STANDARDS AND COMMERCIAL ITEM DESCRIPTIONS FPMR PART 101-29

(FAR 52.211-1) (AUG 1998)

A. The GSA Index of Federal Specifications, Standards and Commercial Item

Descriptions, FPMR Part 101-29 and copies of specifications, standards, and

commercial item descriptions cited in the solicitation may be obtained for

a fee by submitting a request to – GSA Federal Supply Service,

Specifications Section, Suite 8100, 470 East L’Enfant Plaza, SW,

Washington, DC 20407, Telephone (202) 619-8925, Facsimile (202) 619-8978.

B. If the Department of Veterans Affairs issued this solicitation, a single

copy of specifications, standards, and commercial item descriptions cited

in this solicitation may be obtained free of charge by submitting a request

to the addressee in paragraph (a) of this provision. Additional copies will

be issued for a fee.

1.3 AVAILABILITY FOR EXAMINATION OF SPECIFICATIONS NOT LISTED IN THE GSA INDEX OF

FEDERAL SPECIFICATIONS, STANDARDS AND COMMERCIAL ITEM DESCRIPTIONS

(FAR 52.211-4) (JUN 1988)

The specifications and standards cited in this solicitation can be examined at

the following location:

DEPARMENT OF VETERANS AFFAIRS

Office of Construction & Facilities Management

Facilities Quality Service (00CFM1A)

811 Vermont Avenue, NW - Room 462

Washington, DC 20420

Telephone Numbers: (202) 461-8217 or (202) 461-8292

Between 9:00 AM - 3:00 PM

1.4 AVAILABILITY OF SPECIFICATIONS NOT LISTED IN THE GSA INDEX OF FEDERAL

SPECIFICATIONS, STANDARDS AND COMMERCIAL ITEM DESCRIPTIONS (FAR 52.211-3)

(JUN 1988)

The specifications cited in this solicitation may be obtained from the

associations or organizations listed below.



Veterans Affairs Administration Medical Gas Systems Upgrade

Battle Creek, Michigan January 11, 2012

01 42 19 - 2

AAMA American Architectural Manufacturer's Association

http://www.aamanet.org

AAN American Nursery and Landscape Association

http://www.anla.org

ANSI American National Standards Institute, Inc.

http://www.ansi.org

ASAE American Society of Agricultural Engineers

http://www.asae.org

ASCE American Society of Civil Engineers

http://www.asce.org

ASME American Society of Mechanical Engineers

http://www.asme.org

ASTM American Society for Testing and Materials

http://www.astm.org

AWS American Welding Society

http://www.aws.org

AWWA American Water Works Association

http://www.awwa.org

CISCA Ceilings and Interior Systems Construction Association

http://www.cisca.org

CISPI Cast Iron Soil Pipe Institute

http://www.cispi.org

CLFMI Chain Link Fence Manufacturers Institute

http://www.chainlinkinfo.org

EEI Edison Electric Institute

http://www.eei.org

EPA Environmental Protection Agency

http://www.epa.gov

ETL ETL Testing Laboratories, Inc.

http://www.et1.com
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FAA Federal Aviation Administration

http://www.faa.gov

FM Factory Mutual Insurance

http://www.fmglobal.com

GA Gypsum Association

http://www.gypsum.org

GSA General Services Administration

http://www.gsa.gov

HI Hydraulic Institute

http://www.pumps.org

ICEA Insulated Cable Engineers Association Inc.

http://www.icea.net

NAPHCC Plumbing-Heating-Cooling Contractors Association

http://www.phccweb.org.org

NBS National Bureau of Standards

See - NIST

NEC National Electric Code

See - NFPA National Fire Protection Association

NEMA National Electrical Manufacturers Association

http://www.nema.org

NFPA National Fire Protection Association

http://www.nfpa.org

NIH National Institute of Health

http://www.nih.gov

NIST National Institute of Standards and Technology

http://www.nist.gov

NPA National Particleboard Association

18928 Premiere Court

Gaithersburg, MD 20879

(301) 670-0604

NSF National Sanitation Foundation

http://www.nsf.org
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OSHA Occupational Safety and Health Administration

Department of Labor

http://www.osha.gov

UBC The Uniform Building Code

See ICBO

UL Underwriters' Laboratories Incorporated

http://www.ul.com

ULC Underwriters' Laboratories of Canada

http://www.ulc.ca

- - - E N D - - -
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SECTION 07 84 00
FIRESTOPPING

PART 1 GENERAL

1.1 DESCRIPTION

A. Closures of openings in walls, floors, and roof decks against penetration of

flame, heat, and smoke or gases in fire resistant rated construction.

B. Closure of openings in walls against penetration of gases or smoke in smoke

partitions.

1.2 SUBMITTALS

A. Submit in accordance with Section 01 33 23, SHOP DRAWINGS, PRODUCT DATA, AND

SAMPLES.

B. Manufacturers literature, data, and installation instructions for types of

firestopping and smoke stopping used.

C. List of FM, UL, or WH classification number of systems installed.

D. Certified laboratory test reports for ASTM E814 tests for systems not listed

by FM, UL, or WH proposed for use.

1.3 DELIVERY AND STORAGE

A. Deliver materials in their original unopened containers with manufacturer’s

name and product identification.

B. Store in a location providing protection from damage and exposure to the

elements.

1.4 WARRANTY

Firestopping work subject to the terms of the Article “Warranty of

Construction”, FAR clause 52.246-21, except extend the warranty period to

five years.

1.5 QUALITY ASSURANCE

FM, UL, or WH or other approved laboratory tested products will be

acceptable.

1.6 APPLICABLE PUBLICATIONS

A. Publications listed below form a part of this specification to the extent

referenced. Publications are referenced in the text by the basic designation

only.

B. American Society for Testing and Materials (ASTM):

E84-07 ................. Surface Burning Characteristics of Building

Materials

E814-06 ................ Fire Tests of Through-Penetration Fire Stops
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C. Factory Mutual Engineering and Research Corporation (FM):

Annual Issue Approval Guide Building Materials

D. Underwriters Laboratories, Inc. (UL):

Annual Issue Building Materials Directory

Annual Issue Fire Resistance Directory

1479-03 ................ Fire Tests of Through-Penetration Firestops

E. Warnock Hersey (WH):

Annual Issue Certification Listings

PART 2 – PRODUCTS

2.1 FIRESTOP SYSTEMS

A. Use either factory built (Firestop Devices) or field erected (through-

Penetration Firestop Systems) to form a specific building system maintaining

required integrity of the fire barrier and stop the passage of gases or

smoke.

B. Through-penetration firestop systems and firestop devices tested in

accordance with ASTM E814 or UL 1479 using the "F" or "T" rating to maintain

the same rating and integrity as the fire barrier being sealed. "T" ratings

are not required for penetrations smaller than or equal to 100 mm (4 in)

nominal pipe or 0.01 m2 (16 sq. in.) in overall cross sectional area.

C. Products requiring heat activation to seal an opening by its intumescence

shall exhibit a demonstrated ability to function as designed to maintain the

fire barrier.

D. Firestop sealants used for firestopping or smoke sealing shall have

following properties:

1. Contain no flammable or toxic solvents.

2. Have no dangerous or flammable out gassing during the drying or curing of

products.

3. Water-resistant after drying or curing and unaffected by high humidity,

condensation or transient water exposure.

4. When used in exposed areas, shall be capable of being sanded and finished

with similar surface treatments as used on the surrounding wall or floor

surface.

E. Firestopping system or devices used for penetrations by glass pipe, plastic

pipe or conduits, unenclosed cables, or other non-metallic materials shall

have following properties:

1. Classified for use with the particular type of penetrating material used.
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2. Penetrations containing loose electrical cables, computer data cables,

and communications cables protected using firestopping systems that allow

unrestricted cable changes without damage to the seal.

3. Intumescent products which would expand to seal the opening and act as

fire, smoke, toxic fumes, and, water sealant.

F. Maximum flame spread of 25 and smoke development of 50 when tested in

accordance with ASTM E84.

G. FM, UL, or WH rated or tested by an approved laboratory in accordance with

ASTM E814.

H. Materials to be asbestos free.

2.2 SMOKE STOPPING IN SMOKE PARTITIONS

A. Use silicone sealant in smoke partitions as specified in Section 07 92 00,

JOINT SEALANTS.

B. Use mineral fiber filler and bond breaker behind sealant.

C. Sealants shall have a maximum flame spread of 25 and smoke developed of 50

when tested in accordance with E84.

D. When used in exposed areas capable of being sanded and finished with similar

surface treatments as used on the surrounding wall or floor surface.

PART 3 – EXECUTION

3.1 EXAMINATION

Submit product data and installation instructions, as required by article,

submittals, after an on site examination of areas to receive firestopping.

3.2 PREPARATION

A. Remove dirt, grease, oil, loose materials, or other substances that prevent

adherence and bonding or application of the firestopping or smoke stopping

materials.

B. Remove insulation on insulated pipe for a distance of 150 mm (six inches) on

either side of the fire rated assembly prior to applying the firestopping

materials unless the firestopping materials are tested and approved for use

on insulated pipes.

3.3 INSTALLATION

A. Do not begin work until the specified material data and installation

instructions of the proposed firestopping systems have been submitted and

approved.

B. Install firestopping systems with smoke stopping in accordance with FM, UL,

WH, or other approved system details and installation instructions.

C. Install smoke stopping seals in smoke partitions.
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3.4 CLEAN-UP AND ACCEPTANCE OF WORK

A. As work on each floor is completed, remove materials, litter, and debris.

B. Do not move materials and equipment to the next-scheduled work area until

completed work is inspected and accepted by the COR.

C. Clean up spills of liquid type materials.

- - - E N D - - -
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SECTION 07 92 00
JOINT SEALANTS

PART 1 – GENERAL

1.1 DESCRIPTION:

Section covers all sealant and caulking materials and their application,

wherever required for complete installation of building materials or

systems.

1.2 RELATED WORK:

Firestopping: Section 07 84 00, FIRESTOPPING.

1.3 QUALITY CONTROL:

A. Installer Qualifications: An experienced installer who has specialized in

installing joint sealants similar in material, design, and extent to those

indicated for this Project and whose work has resulted in joint-sealant

installations with a record of successful in-service performance.

B. Source Limitations: Obtain each type of joint sealant through one source

from a single manufacturer.

C. Product Testing: Obtain test results from a qualified testing agency based

on testing current sealant formulations within a 12-month period.

1. Testing Agency Qualifications: An independent testing agency qualified

according to ASTM C1021.

2. Test elastomeric joint sealants for compliance with requirements

specified by reference to ASTM C920, and where applicable, to other

standard test methods.

3. Test elastomeric joint sealants according to SWRI’s Sealant Validation

Program for compliance with requirements specified by reference to ASTM

C920 for adhesion and cohesion under cyclic movement, adhesion-in peel,

and indentation hardness.

4. Test other joint sealants for compliance with requirements indicated by

referencing standard specifications and test methods.

D. Preconstruction Field-Adhesion Testing: Before installing elastomeric

sealants, field test their adhesion to joint substrates in accordance with

sealant manufacturer’s recommendations:

1. Locate test joints where indicated or, if not indicated, as directed by

Contracting Officer.

2. Conduct field tests for each application indicated below:

a. Each type of elastomeric sealant and joint substrate indicated.

b. Each type of non-elastomeric sealant and joint substrate indicated.
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3. Notify COR seven days in advance of dates and times when test joints will

be erected.

4. Arrange for tests to take place with joint sealant manufacturer’s

technical representative present.

E. VOC: Acrylic latex and Silicon sealants shall have less than 50g/l VOC

content.

F. Mockups: Before installing joint sealants, apply elastomeric sealants as

follows to verify selections made under sample Submittals and to demonstrate

aesthetic effects and qualities of materials and execution:

1. Joints in mockups of assemblies specified in other Sections that are

indicated to receive elastomeric joint sealants, which are specified by

reference to this section.

1.4 SUBMITTALS:

A. Submit in accordance with Section 01 33 23, SHOP DRAWINGS, PRODUCT DATA, AND

SAMPLES.

B. Manufacturer's installation instructions for each product used.

C. Cured samples of exposed sealants for each color where required to match

adjacent material.

D. Manufacturer's Literature and Data:

1. Caulking compound

2. Primers

3. Sealing compound, each type, including compatibility when different

sealants are in contact with each other.

1.5 PROJECT CONDITIONS:

A. Environmental Limitations:

1. Do not proceed with installation of joint sealants under following

conditions:

a. When ambient and substrate temperature conditions are outside limits

permitted by joint sealant manufacturer or are below 4.4 C (40 F).

b. When joint substrates are wet.

B. Joint-Width Conditions:

1. Do not proceed with installation of joint sealants where joint widths are

less than those allowed by joint sealant manufacturer for applications

indicated.

C. Joint-Substrate Conditions:

1. Do not proceed with installation of joint sealants until contaminants

capable of interfering with adhesion are removed from joint substrates.
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1.6 DELIVERY, HANDLING, AND STORAGE:

A. Deliver materials in manufacturers' original unopened containers, with brand

names, date of manufacture, shelf life, and material designation clearly

marked thereon.

B. Carefully handle and store to prevent inclusion of foreign materials.

C. Do not subject to sustained temperatures exceeding 5 C (40 F) or less than

32 C (90 F).

1.7 DEFINITIONS:

A. Definitions of terms in accordance with ASTM C717 and as specified.

B. Back-up Rod: A type of sealant backing.

C. Bond Breakers: A type of sealant backing.

D. Filler: A sealant backing used behind a back-up rod.

1.8 WARRANTY:

A. Warranty exterior sealing against leaks, adhesion, and cohesive failure, and

subject to terms of "Warranty of Construction", FAR clause 52.246-21, except

that warranty period shall be extended to two years.

B. General Warranty: Special warranty specified in this Article shall not

deprive Government of other rights Government may have under other

provisions of Contract Documents and shall be in addition to, and run

concurrent with, other warranties made by Contractor under requirements of

Contract Documents.

1.9 APPLICABLE PUBLICATIONS:

A. Publications listed below form a part of this specification to extent

referenced. Publications are referenced in text by basic designation only.

B. American Society for Testing and Materials (ASTM):

C509-06 ................ Elastomeric Cellular Preformed Gasket and Sealing

Material.

C612-04 ................ Mineral Fiber Block and Board Thermal Insulation.

C717-07 ................ Standard Terminology of Building Seals and Sealants.

C834-05 ................ Latex Sealants.

C919-02. ............... Use of Sealants in Acoustical Applications.

C920-05 ................ Elastomeric Joint Sealants.

C1021-08 ............... Laboratories Engaged in Testing of Building

Sealants.

C1193-05 ............... Standard Guide for Use of Joint Sealants.

C1330-02 (R2007) ....... Cylindrical Sealant Backing for Use with Cold Liquid

Applied Sealants.

D1056-07 ............... Specification for Flexible Cellular Materials—Sponge

or Expanded Rubber.
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E84-08 ................. Surface Burning Characteristics of Building

Materials.

C. Sealant, Waterproofing and Restoration Institute (SWRI).

The Professionals’ Guide

PART 2 - PRODUCTS

2.1 SEALANTS:

A. S-1:

1. ASTM C920, polyurethane or polysulfide.

2. Type M.

3. Class 25.

4. Grade NS.

5. Shore A hardness of 20-40

B. S-2:

1. ASTM C920, polyurethane or polysulfide.

2. Type M.

3. Class 25.

4. Grade P.

5. Shore A hardness of 25-40.

C. S-3:

1. ASTM C920, polyurethane or polysulfide.

2. Type S.

3. Class 25, joint movement range of plus or minus 50 percent.

4. Grade NS.

5. Shore A hardness of 15-25.

6. Minimum elongation of 700 percent.

D. S-4:

1. ASTM C920 polyurethane or polysulfide.

2. Type S.

3. Class 25.

4. Grade NS.

5. Shore A hardness of 25-40.

E. S-5:

1. ASTM C920, polyurethane or polysulfide.

2. Type S.

3. Class 25.

4. Grade P.

5. Shore hardness of 15-45.

F. S-6:
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1. ASTM C920, silicone, neutral cure.

2. Type S.

3. Class: Joint movement range of plus 100 percent to minus 50 percent.

4. Grade NS.

5. Shore A hardness of 15-20.

6. Minimum elongation of 1200 percent.

G. S-7:

1. ASTM C920, silicone, neutral cure.

2. Type S.

3. Class 25.

4. Grade NS.

5. Shore A hardness of 25-30.

6. Structural glazing application.

H. S-8:

1. ASTM C920, silicone, acetoxy cure.

2. Type S.

3. Class 25.

4. Grade NS.

5. Shore A hardness of 25-30.

6. Structural glazing application.

I. S-9:

1. ASTM C920 silicone.

2. Type S.

3. Class 25.

4. Grade NS.

5. Shore A hardness of 25-30.

6. Non-yellowing, mildew resistant.

J. S-10:

1. ASTMC C920, coal tar extended fuel resistance polyurethane.

2. Type M/S.

3. Class 25.

4. Grade P/NS.

5. Shore A hardness of 15-20.

K. S-11:

1. ASTM C920 polyurethane.

2. Type M/S.

3. Class 25.

4. Grade P/NS.

5. Shore A hardness of 35 to 50.
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L. S-12:

1. ASTM C920, polyurethane.

2. Type M/S.

3. Class 25, joint movement range of plus or minus 50 percent.

4. Grade P/NS.

5. Shore A hardness of 25 to 50.

2.2 CAULKING COMPOUND:

A. C-1: ASTM C834, acrylic latex.

B. C-2: One component acoustical caulking, non drying, non hardening, synthetic

rubber.

2.3 COLOR:

A. Sealants used with exposed masonry shall match color of mortar joints.

B. Sealants used with unpainted concrete shall match color of adjacent

concrete.

C. Color of sealants for other locations shall be light gray or aluminum,

unless specified otherwise.

D. Caulking shall be light gray or white, unless specified otherwise.

2.4 JOINT SEALANT BACKING:

A. General: Provide sealant backings of material and type that are nonstaining;

are compatible with joint substrates, sealants, primers, and other joint

fillers; and are approved for applications indicated by sealant manufacturer

based on field experience and laboratory testing.

B. Cylindrical Sealant Backings: ASTM C1330, of type indicated below and of

size and density to control sealant depth and otherwise contribute to

producing optimum sealant performance:

1. Type C: Closed-cell material with a surface skin.

C. Elastomeric Tubing Sealant Backings: Neoprene, butyl, EPDM, or silicone

tubing complying with ASTM D1056, nonabsorbent to water and gas, and capable

of remaining resilient at temperatures down to minus 32 C (minus 26 F).

Provide products with low compression set and of size and shape to provide a

secondary seal, to control sealant depth, and otherwise contribute to

optimum sealant performance.

D. Bond-Breaker Tape: Polyethylene tape or other plastic tape recommended by

sealant manufacturer for preventing sealant from adhering to rigid,

inflexible joint-filler materials or joint surfaces at back of joint where

such adhesion would result in sealant failure. Provide self-adhesive tape

where applicable.

2.5 FILLER:

A. Mineral fiber board: ASTM C612, Class 1.
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B. Thickness same as joint width.

C. Depth to fill void completely behind back-up rod.

2.6 PRIMER:

A. As recommended by manufacturer of caulking or sealant material.

B. Stain free type.

2.7 CLEANERS-NON POUROUS SURFACES:

Chemical cleaners acceptable to manufacturer of sealants and sealant backing

material, free of oily residues and other substances capable of staining or

harming joint substrates and adjacent non-porous surfaces and formulated to

promote adhesion of sealant and substrates.

PART 3 – EXECUTION

3.1 INSPECTION:

A. Inspect substrate surface for bond breaker contamination and unsound

materials at adherent faces of sealant.

B. Coordinate for repair and resolution of unsound substrate materials.

C. Inspect for uniform joint widths and that dimensions are within tolerance

established by sealant manufacturer.

3.2 PREPARATIONS:

A. Prepare joints in accordance with manufacturer's instructions and SWRI.

B. Clean surfaces of joint to receive caulking or sealants leaving joint dry to

the touch, free from frost, moisture, grease, oil, wax, lacquer paint, or

other foreign matter that would tend to destroy or impair adhesion.

1. Clean porous joint substrate surfaces by brushing, grinding, blast

cleaning, mechanical abrading, or a combination of these methods to

produce a clean, sound substrate capable of developing optimum bond with

joint sealants.

2. Remove loose particles remaining from above cleaning operations by

vacuuming or blowing out joints with oil-free compressed air. Porous

joint surfaces include the following:

a. Concrete.

b. Masonry.

c. Unglazed surfaces of ceramic tile.

3. Remove laitance and form-release agents from concrete.

4. Clean nonporous surfaces with chemical cleaners or other means that do

not stain, harm substrates, or leave residues capable of interfering with

adhesion of joint sealants.

a. Metal.
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b. Glass.

c. Porcelain enamel.

d. Glazed surfaces of ceramic tile.

C. Do not cut or damage joint edges.

D. Apply masking tape to face of surfaces adjacent to joints before applying

primers, caulking, or sealing compounds.

1. Do not leave gaps between ends of sealant backings.

2. Do not stretch, twist, puncture, or tear sealant backings.

3. Remove absorbent sealant backings that have become wet before sealant

application and replace them with dry materials.

E. Apply primer to sides of joints wherever required by compound manufacturer's

printed instructions.

1. Apply primer prior to installation of back-up rod or bond breaker tape.

2. Use brush or other approved means that will reach all parts of joints.

F. Take all necessary steps to prevent three sided adhesion of sealants.

3.3 BACKING INSTALLATION:

A. Install back-up material, to form joints enclosed on three sides as required

for specified depth of sealant.

B. Where deep joints occur, install filler to fill space behind the back-up rod

and position the rod at proper depth.

C. Cut fillers installed by others to proper depth for installation of back-up

rod and sealants.

D. Install back-up rod, without puncturing the material, to a uniform depth,

within plus or minus 3 mm (1/8 inch) for sealant depths specified.

E. Where space for back-up rod does not exist, install bond breaker tape strip

at bottom (or back) of joint so sealant bonds only to two opposing surfaces.

F. Take all necessary steps to prevent three sided adhesion of sealants.

3.4 SEALANT DEPTHS AND GEOMETRY:

A. At widths up to 6 mm (1/4 inch), sealant depth equal to width.

B. At widths over 6 mm (1/4 inch), sealant depth 1/2 of width up to 13 mm (1/2

inch) maximum depth at center of joint with sealant thickness at center of

joint approximately 1/2 of depth at adhesion surface.

3.5 INSTALLATION:

A. General:

1. Apply sealants and caulking only when ambient temperature is between

5 C and 38 C (40 and 100 F).

2. Do not use polysulfide base sealants where sealant may be exposed to

fumes from bituminous materials, or where water vapor in continuous

contact with cementitious materials may be present.
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3. Do not use sealant type listed by manufacture as not suitable for use in

locations specified.

4. Apply caulking and sealing compound in accordance with manufacturer's

printed instructions.

5. Avoid dropping or smearing compound on adjacent surfaces.

6. Fill joints solidly with compound and finish compound smooth.

7. Tool joints to concave surface unless shown or specified otherwise.

8. Finish paving or floor joints flush unless joint is otherwise detailed.

9. Apply compounds with nozzle size to fit joint width.

10. Test sealants for compatibility with each other and substrate. Use only

compatible sealant.

B. For application of sealants, follow requirements of ASTM C1193 unless

specified otherwise.

C. Where gypsum board partitions are of sound rated, fire rated, or smoke

barrier construction, follow requirements of ASTM C919 only to seal all cut-

outs and intersections with the adjoining construction unless specified

otherwise.

1. Apply a 6 mm (1/4 inch) minimum bead of sealant each side of runners

(tracks), including those used at partition intersections with dissimilar

wall construction.

2. Coordinate with application of gypsum board to install sealant

immediately prior to application of gypsum board.

3. Partition intersections: Seal edges of face layer of gypsum board

abutting intersecting partitions, before taping and finishing or

application of veneer plaster-joint reinforcing.

4. Openings: Apply a 6 mm (1/4 inch) bead of sealant around all cut-outs to

seal openings of electrical boxes, ducts, pipes and similar penetrations.

To seal electrical boxes, seal sides and backs.

5. Control Joints: Before control joints are installed, apply sealant in

back of control joint to reduce flanking path for sound through control

joint.

3.6 FIELD QUALITY CONTROL:

A. Field-Adhesion Testing: Field-test joint-sealant adhesion to joint

substrates as recommended by sealant manufacturer:

1. Extent of Testing: Test completed elastomeric sealant joints as follows:

a. Perform 10 tests for first 300 m (1000 feet) of joint length for each

type of elastomeric sealant and joint substrate.
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B. Inspect joints for complete fill, for absence of voids, and for joint

configuration complying with specified requirements. Record results in a

field adhesion test log.

C. Inspect tested joints and report on following:

1. Whether sealants in joints connected to pulled-out portion failed to

adhere to joint substrates or tore cohesively. Include data on pull

distance used to test each type of product and joint substrate.

2. Compare these results to determine if adhesion passes sealant

manufacturer’s field-adhesion hand-pull test criteria.

3. Whether sealants filled joint cavities and are free from voids.

4. Whether sealant dimensions and configurations comply with specified

requirements.

D. Record test results in a field adhesion test log. Include dates when

sealants were installed, names of persons who installed sealants, test

dates, test locations, whether joints were primed, adhesion results and

percent elongations, sealant fill, sealant configuration, and sealant

dimensions.

E. Repair sealants pulled from test area by applying new sealants following

same procedures used to originally seal joints. Ensure that original sealant

surfaces are clean and new sealant contacts original sealant.

F. Evaluation of Field-Test Results: Sealants not evidencing adhesive failure

from testing or noncompliance with other indicated requirements, will be

considered satisfactory. Remove sealants that fail to adhere to joint

substrates during testing or to comply with other requirements. Retest

failed applications until test results prove sealants comply with indicated

requirements.

3.7 CLEANING:

A. Fresh compound accidentally smeared on adjoining surfaces: Scrape off

immediately and rub clean with a solvent as recommended by the caulking or

sealant manufacturer.

B. After filling and finishing joints, remove masking tape.

C. Leave adjacent surfaces in a clean and unstained condition.

3.8 LOCATIONS:

A. Exterior Building Joints, Horizontal and Vertical:

1. Metal to Metal: Type S-1, S-2

2. Metal to Masonry or Stone: Type S-1

3. Masonry to Masonry or Stone: Type S-1

4. Stone to Stone: Type S-1

5. Cast Stone to Cast Stone: Type S-1
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6. Threshold Setting Bed: Type S-1, S-3, S-4

7. Masonry Expansion and Control Joints: Type S-6

8. Wood to Masonry: Type S-1

B. Metal Reglets and Flashings:

1. Flashings to Wall: Type S-6

2. Metal to Metal: Type S-6

C. Sanitary Joints:

1. Walls to Plumbing Fixtures: Type S-9

2. Counter Tops to Walls: Type S-9

3. Pipe Penetrations: Type S-9

D. Horizontal Traffic Joints:

1. Concrete Paving, Unit Pavers: Type S-11 or S-12

2. Garage/Parking Decks: Type S-10

E. High Temperature Joints over 204 degrees C (400 degrees F):

1. Exhaust Pipes, Flues, Breech Stacks: Type S-7 or S-8

F. Interior Caulking:

1. Typical Narrow Joint 6 mm, (1/4 inch) or less at Walls and Adjacent

Components: Types C-1, C-2 and C-3.

2. Perimeter of Doors, Windows, Access Panels which Adjoin Concrete or

Masonry Surfaces: Types C-1, C-2 and C-3.

3. Joints at Masonry Walls and Columns, Piers, Concrete Walls or Exterior

Walls: Types C-1, C-2 and C-3.

4. Perimeter of Lead Faced Control Windows and Plaster or Gypsum Wallboard

Walls: Types C-1, C-2 and C-3.

5. Exposed Isolation Joints at Top of Full Height Walls: Types C-1, C-2 and

C-3.

6. Exposed Acoustical Joint at Sound Rated Partitions Type C-2.

7. Concealed Acoustic Sealant Type S-4, C-1, C-2 and C-3.

- - - E N D - - -



Veterans Affairs Medical Center Medical Gas Systems Upgrade
Battle Creek, Michigan January 11, 2012

07 92 00 - 12

THIS PAGE LEFT INTENTIONALLY BLANK



Veterans Affairs Medical Center Medical Gas Systems Upgrade

Battle Creek, Michigan January 11, 2012

22 63 00 - 1

SECTION 22 63 00
GAS SYSTEMS FOR LABORATORY AND HEALTHCARE FACILITIES

PART 1 - GENERAL

1.1 DESCRIPTION

A. Existing Central Laboratory and Healthcare Gas Systems consist of oxygen and
compressed air services and include certain pressure, temperature, dew
point, carbon monoxide and lag pump running sensors monitored locally, and
partially monitored 24 hours at 2 locations the work includes wiring each
sensor separately to the 2 Master Alarm Panels, as described in Section 01
00 00 1., Statement of Bid Item.

B. Contractor shall comply with ECRI Acceptance Procedure; Health Devices IPM
System, Inspections and Preventative Maintenance, Procedure No. 440-20010301
(Acceptance), Medical Gas and Vacuum Systems.

1.2 RELATED WORK

A. Sealing around pipe penetrations through the floor to prevent moisture
migration: Section 07 92 00, JOINT SEALANTS.

B. Conduit: Section 26 05 33, RACEWAY AND BOXES FOR ELECTRICAL SYSTEMS.

C. Control wiring: Section 26 05 21, LOW-VOLTAGE ELECTRICAL POWER CONDUCTORS
AND CABLES (600 VOLTS AND BELOW).

D. REQUIREMENTS FOR ELECTRICAL INSTALLATIONS, Section 26 05 11.

E. Communications:

a. 27 05 11 Requirements for Communications Installations

b. 27 05 33 Raceways and Boxes for Communications Systems

c. 27 10 00 Structural Cabling

1.3 QUALITY ASSURANCE

A. Materials and Installation: In accordance with NFPA 99, and as specified.

B. Equipment Installer: Show technical qualifications and previous experience
in installing laboratory and healthcare equipment on three similar projects.
Submit names and addresses of referenced projects.

C. Equipment Supplier: Show evidence of equivalent product installed at three
installations similar to this project that has been in satisfactory and
efficient operation for three years. Submit names and addresses where the
product is installed.



Veterans Affairs Medical Center Medical Gas Systems Upgrade

Battle Creek, Michigan January 11, 2012

22 63 00 - 2

D. Laboratory and healthcare System Testing Organization: The testing shall be
conducted by a party technically competent and experienced in the field of
laboratory and healthcare pipeline testing. Such testing shall be performed
by a party other than the installing contractor.

E. Provide names of three projects where testing of medical or laboratory gases
systems has been performed by the testing agency. Include the name of the
project, names of such persons at that project who supervised the work for
the project owner, or who accepted the report for the project owner, and a
written statement that the projects listed required work of similar scope to
that set forth in this specification.

F. Submit the testing agency's detailed procedure which will be followed in the
testing of this project. Include details of the testing sequence, procedures
for cross connection tests, outlet function tests, alarm tests, purity
tests, etc., as required by this specification. For purity test procedures,
include data on test methods, types of equipment to be used, calibration
sources and method references.

G. Certification: Provide documentation prior to submitting request for final
inspection to include all test results, the names of individuals performing
work for the testing agency on this project, detailed procedures followed
for all tests, and a certification that all results of tests were within
limits allowed by this specification.

H. Installing contractor shall maintain as-built drawings of each completed
phases for verification; and, shall provide the complete set at the time of
final systems certification testing, for certification by the Third Party
Testing Company. As-built drawings are to be provided, and a copy of them on
Auto-Cad version (R-14 or later) provided on compact disk. Should the
installing contractor engage the testing company to provide as-built or any
portion thereof, it shall not be deemed a conflict of interest or breach of
the ‘third party testing company’ requirement.

1.4 SUBMITTALS

A. Submit as one package in accordance with Section 01 33 23, SHOP DRAWINGS,
PRODUCT DATA, AND SAMPLES.

B. Manufacturer's Literature and Data:

1. Valves.

2. Valve cabinets.

3. Gages.

4. Alarm controls and panels.

5. Instrumentation

6. Pressure Switches.
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7. Fiber optic connectors.

C. Certification: The completed systems have been installed, tested, purged and
analyzed in accordance with the requirements of this specification.

1.6 APPLICABLE PUBLICATIONS

A. The publications listed below form a part of this specification to the
extent referenced. The publications are referenced in the test by the basic
designation only.

B. National Fire Protection Association (NFPA):99-05 Health Care Facilities

C. American Society for Testing and Materials (ASTM):

B819-(R2006) ........... Seamless Copper Tube for Medical Gas Systems

D. American Society of Mechanical Engineers (ASME):

A13.1-07 ............... Scheme for Identification of Piping Systems

B16.22-01(R2005) ....... Wrought Copper and Bronze Solder-Joint Pressure
Fittings

B40.100-98 ............. Pressure Gauges and Gauge Attachments

Boiler and Pressure Vessel Code -

Section VIII-07 ........ Pressure Vessels, Division I

Section IX-07 .......... Welding and Brazing Qualifications

E. American Welding Society (AWS):

AWS A5.8-04 ............ Brazing Filler Metal

AWS B2.2-91 ............ Standard for Brazing Procedure and Performance
Qualification (Modified per NFPA 99)

F. Compressed Gas Association (CGA):

C-9-04 ................. Standard Color Marking of Compressed Gas Cylinders

G-4.1-04 ............... Cleaning Equipment for Oxygen Service

G-10.1-04 .............. Nitrogen, Commodity

P-9-01 ................. Inert Gases Argon, Nitrogen and Helium
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V-1-05 ................. Standard for Compressed Gas Cylinder Valve Outlet
and Inlet Connections

G. National Electrical Manufacturers Association (NEMA):

ICS-6-93(R2006) ........ Industrial Controls and Systems Enclosures

H. United States Pharmacopoeia XXI/National Formulary XVI (USP/NF)

I. Manufacturing Standardization Society (MSS):

MSS-SP-72-99 ........... Ball Valves With Flanged or Butt Welding For General
Purpose

MSS-SP-110-96 .......... Ball Valve Threaded, Socket Welding, Solder Joint,
Grooved and Flared Ends

MSS-SP-73-03 ........... Brazing Joints for Copper and Copper Alloy Solder
Pressure Fittings

PART 2 - PRODUCTS

2.1 PIPING

A. Copper Tubing: Type "K" or "L", ASTM B819, seamless copper tube, hard drawn
temper, with wrought copper fittings conforming to ASME B16.22 or brazing
fittings complying with MSS SP-73. Size designated reflecting nominal inside
diameter. All tubing and fittings shall be labeled "ACR/OXY", "OXY",
"OXY/MED", "ACR/MED", or "MED".

B. Brazing Alloy: AWS A5.8, Classification BCuP, greater than 537 C (1000 F)
melting temperature. Flux is strictly prohibited for copper-to-copper
connections.

C. Screw Joints: Polytetrafluoroethylene (teflon) tape.

D. Underground Protective Pipe: Polyvinyl Chloride (PVC), ASTM D1785, Schedule
80.

E. Memory metal couplings having temperature and pressure rating not less than
that of a brazed joint shall be permitted.

F. Apply piping identification labels shall be done at time of installation in
accordance with current NFPA. Supplementary color identification shall be in
accordance with CGA Pamphlet C-9.

G. Special Fittings: The following special fittings shall be permitted to be
used in lieu of brazed joints:

1. Memory-metal couplings having temperature and pressure ratings joints
not less than that of a brazed joint.
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2. Listed or approved metallic gas tube fittings that, when made up,
provide a permanent joint having the mechanical, thermal, and sealing
integrity of a brazed joint.

3. Dielectric fittings where required by the manufacturer of special
medical equipment to electrically isolate the equipment from the
piping distribution system.

4. Axially swaged, elastic strain preload fittings providing metal to
metal seal having pressure and temperature ratings not less than that
of a brazed joint and when complete are permanent and non-separable.

2.2 EXPOSED LABORATORY AND HEALTHCARE GASES PIPING

A. Finished Room: Use full iron pipe size chrome plated brass piping for
exposed laboratory and healthcare gas piping connecting fixtures, casework,
cabinets, equipment and reagent racks when not concealed by apron including
those furnished by the Government or specified in other sections.

1. Pipe: Fed. Spec. WW-P-351, standard weight.

2. Fittings: ASME B16.15 cast bronze threaded fittings with chrome finish,
(125 and 250).

3. Nipples: ASTM B 687, Chromium-plated.

4. Unions: Mss SP-72, SP-110, Brass or Bronze with chrome finish. Unions 65
mm (2-1/2 inches) and larger shall be flange type with approved gaskets.

5. Valves: Mss SP-72, SP-110, Brass or bronze with chrome finish.

2.3 VALVES

A. Ball: In-line, other than zone valves in cabinets:

1. Seventy five millimeter (2 1/2 inches) and smaller: Bronze/ brass body,
Fed. Spec. MSS SP72 & SP 110 , Type II, Class 150, Style 1, with tubing
extensions for brazed connections, full ported, three-piece or double
union end connections, Teflon seat seals, full flow, 4125 kPa ( 600 psi)
WOG minimum working pressure, with locking type handle and cleaned for
oxygen service. An acceptable manufacturer that meets the specification:
Jomar model S-100.

2. Eighty to one hundred millimeter (3-4 inches): Bronze/ brass body, Fed.
Spec. MSS SP72 & SP 110, Type II, Class 150, Style 1 with tubing
extensions brazed to flanges, full ported, three piece, double seal,
Teflon seals, full flow, 4125 kPa (600 psi) WOG minimum working
pressure, with locking type handle, and cleaned for oxygen service.

B. Check:
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1. Eighty millimeter (3 inches) and smaller: brass and Bronze body, straight
through design for minimum pressure drop, spring loaded, self aligning
with Teflon cone seat, vibration free, silent operation, supplied NPT
female threads at each end with flow direction arrow permanently cast
into, cleaned for oxygen use, 2750 kPa (400 psi) WOG minimum working
pressure.

2. One hundred millimeter (4 inches) and larger: Iron body, bronze trim,
swing type, vertical or horizontal installation, flange connection, 1025
kPa (150 psi) WSP.

C. Zone Valve in Cabinet: Ball valve, bronze/ brass body, double seal, three
piece or double union end connections, replaceable teflon seat seals, teflon
stem seal, 4125 kPa (600 psi) WOG, cold, non-shock gas working pressure
service to 29 inch Hg, cleaned for oxygen service, blowout proof stem, one
quarter turn of handle to completely open or close. Provide tubing
extensions factory brazed, pressure tested, cleaned for oxygen service.
Provide 3 mm (1/8 inch) NPT gauge port for a 50mm (2 inch) diameter
monitoring gauge downstream of the shut off valve. Zone valves shall be
securely attached to the cabinet and provided with type-K copper tube
extensions for making connection to system piping outside the cabinet. Zone
valves shall be products of one manufacturer, and uniform throughout in
pattern, overall size and appearance. Trim with color coded plastic inserts
or color coded stick-on labels. Install valves in cabinets such that cover
window cannot be in place when any valve is in the closed position. Color
coding for identification plates and labels is as follows:

SERVICE LABEL IDENTIFICATION COLORS MFG. STD. CLR.

OXYGEN White letters on green background GREEN

MEDICAL AIR Black or white letters on yellow
background

YELLOW

2.4 VALVE CABINETS

A. Flush mounted commercially available item for use with laboratory and
healthcare services, not lighter than 1.3 mm (18 gage) steel or 1.9 mm (14
gage) extruded aluminum, rigidly assembled, of adequate size to accommodate
valve(s) and fittings. Punch or drill sides to receive tubing. Provide
anchors to secure cabinet to wall construction. Seal openings in cabinet to
be substantially dust tight. Locate bottom of cabinet approximately 1375 mm
(4 foot 6 inches) above floor.

B. Mount engraved rigid plastic identification plate on wall above or adjacent
to cabinet. Color code identification plate to match gas identification
colors as indicated above. Identification plate must be clearly visible at
all times. Provide inscriptions on plate to read in substance: "VALVE
CONTROL SUPPLY TO ROOMS."

C. Cover plate: Fabricate from 1.3 mm (18 gage) sheet metal with satin chromed
finish, extruded anodized aluminum, or .85 mm (22 gage) stainless steel.
Provide cover window of replaceable plastic, with a corrosion resistant
device or lever secured to window for emergency window removal. Permanently
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paint or stencil on window: "FOR EMERGENCY SHUT-OFF VALVES ONLY, SHUT-OFF
VALVES FOR PIPED GASES", or equivalent wording. Configure such that it is
not possible to install window with any valve in the closed position. Each
valve shall have gauge upstream of valve inside valve box.

D. Cabinets and isolation valves shall be located and piped as shown, and at a
minimum, so as to allow the isolation of each smoke compartment separately.
No cabinet shall serve more than one smoke compartment.

2.5 GAGES

A. Pressure Gages: Includes gages temporarily supplied for testing purposes.

1. For line pressure use adjacent to source equipment: ASME B40.1, pressure
gage, single, size 115 mm (4-1/2 inches), for compressed air, nitrogen
and oxygen, accurate to within two percent, with metal case. Range shall
be two times operating pressure. Dial graduations and figures shall be
black on a white background, or white on a black background. Gage shall
be cleaned for oxygen use, labeled for appropriate service, and marked
"USE NO OIL". Install with gage cock.

2. For all services downstream of main shutoff valve: Manufactured expressly
for oxygen use but labeled for appropriate service and marked "USE NO
OIL", 40 mm (1-1/2 inch) diameter gage with dial range 1-690 kPa (1-100
psi) for air service.

2.6 ALARMS

A. Provide all low voltage control wiring, except for wiring from alarm relay
interface control cabinet to ECC, required for complete, proper functioning
system, in conformance with Section 26 05 21, LOW-VOLTAGE ELECTRICAL POWER
CONDUCTORS AND CABLES (600 VOLTS AND BELOW). Run wiring in conduit, in
conformance with Section 26 05 33, RACEWAY AND BOXES FOR ELECTRICAL
SYSTEMS.

B. Master Alarm Functions: Provide the following individual alarms at the
master alarm panel.

1. Oxygen Alarms:

a. Liquid oxygen low level alarm: Functions when stored liquid
oxygen reaches a predetermined minimum level.

b. Reserve switchover alarm: Functions when reserve oxygen
supply goes in operation.

c. Reserve low supply alarm: Functions when contents of cylinder
reserve oxygen supply are reduced to one day's average
supply; switch and contacts at the bulk tank control panel.

d. Reserve low pressure alarm: Functions when the gas pressure
available in the liquid reserve oxygen supply is reduced
below the pressure required to function properly.
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e. Low pressure alarm: Functions when system pressure downstream
of the main shutoff valve drops below 275 kPa (40 psi),
plus/minus 14 kPa (two psi); operated by pressure switch or
transmitters.

f. High pressure alarm: functions when system pressure
downstream of main shutoff valve increases above 415 kPa (60
psi), plus/minus 14 kPa (two psi) set points; operated by
pressure switches or transmitters.

C. Area Alarm Functions:

1. Oxygen alarms: Pressure alarms: Functions when pressure in branch
drops below 275 kPa (40 psi), plus/minus 14 kPa (two psi) or
increases above 235 kPa (60 psi),

D. Alarm Panels:

1. General: Modular design, easily serviced and maintained; alarms
operate on alternative current low voltage control circuit; provide
required number of transformers for efficient functioning of complete
system. Alarm panels shall be integral units, reporting on oxygen.

2. Box: Flush mounted, sectional or one piece, corrosion protected. Size
to accommodate required number of service functions for each
location, and for one audible signal in each box. Anchor box
securely.

3. Cover plate: Designed to accommodate required number of signals,
visual and audible, for each location, and containing adequate
operating instructions within the operator's view. Bezel shall be
extruded aluminum, chromium plated metal, or plastic. Secure to the
box with chromium plated or stainless steel countersunk screws.

4. Service indicator lights: Red translucent plastic or LED with proper
service identification inscribed thereon. Number of lights and
service instruction shall be as required for each location. Provide
each panel with a green test button of the same material, inscribed
with "PUSH TO TEST" or similar message.

5. Audible signal: Provide one in each alarm panel and connect
electrically with all service indicator light functions.

6. Controls:

a. Visual signal: When the condition occurs which any individual
service indicator light is to report, button for particular
service shall give a lighted visual signal which cannot be
canceled until such condition is corrected.

b. Audible signal: Alarm shall give an audible signal upon
circuit energization of any visual signal. Audible signal
shall be continuous until silenced by pushing a button. This
shall cancel and reset audible only, and not affect the
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visual signal. After silencing, subsequent alarms shall
reactivate the audible alarm.

c. Signal tester: Test button or separate normal light shall be
continuously lighted to indicate electrical circuit serving
each individual alarm is energized. Pushing test button shall
temporarily activate all visual signals and sound audible
signal, thereby providing desired indications of status of
system.

2.7 PRESSURE SWITCHES

General purpose, contact or mercury type, allowing both high and low
pressure set points, with contact type provided with a protective dust
cover; adjustable range set by inside or outside adjustment; switches
activate when indicated by alarm requirements. Use one orifice nipple (or
DISS demand check valve) for each sensor or pressure switch.

2.8 EMERGENCY LOW PRESSURE OXYGEN INLET

A. The Low Pressure Emergency Oxygen Inlet provides an inlet for connecting a
temporary auxiliary source of oxygen to the oxygen pipeline system for
emergency or maintenance situations per NFPA 99.

B. The inlet consist of a 1" (25 mm) ball valve, pressure gauge and a 1/2"/1"
NPTF connection housed in a weather tight enclosure. The enclosure is
labeled "Emergency Low Pressure Gaseous Oxygen Inlet", and includes a
padlock staple to prevent tampering or unauthorized access. The enclosure is
suitable for recess mounting on the exterior of the building being served.
The enclosure is 14 gauge, cold rolled steel with a primer coat of paint.
The Emergency Oxygen Inlet is connected at a point downstream of the main
supply line shutoff valve.

C. Check valves are provided for installation in the emergency supply line and
'in the main supply line between the main line shutoff valve and the
emergency supply line connection per by NFPA 99. Check valves have a cast
bronze body and straight through design for minimum pressure drop.

D. The check valves for sizes under 3" (76 mm) are soft seated, bubble tight,
self aligning, and spring loaded, and ball type check valves. Three inch (76
mm) check valves are hard seated, spring loaded, self aligning ball type
checks with cone seats (3" valves may not be "bubble tight"). Check valves
are fast acting.

E. A relief valve is provided for installation in the emergency supply line per
NFPA 99. The relief valve has a brass body, single seat design, and is
cleaned for oxygen use. It automatically reseats to provide a "bubble tight"
seal after discharging excess gas. Pre-set at 75 psi.
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PART 3 - EXECUTION

3.1 INSTALLATION

A. Rigidly support valves and other equipment to prevent strain on tube or
joints.

B. While being brazed, joints shall be continuously purged with oil free
nitrogen. The flow of purged gas shall be maintained until joint is cool to
touch.

C. Do not bend tubing. Use fittings.

D. Install pressure switches, transmitter and gauges to be easily accessed, and
provide access panel where installed above plaster ceiling. Install pressure
switch and sensors with orifice nipple between the pipe line and
switches/sensors.

E. Apply pipe labeling as needed during installation process and not after
installation is completed. Size of legend letters shall be in accordance
with ANSI A13.1.

F. After initial leakage testing is completed, allow piping to remain
pressurized with testing gas until testing agency performs final tests.

G. Penetrations:

1. Fire Stopping: Where pipes pass through fire partitions, fire walls,
smoked partitions, or floors, install a fire stop that provides an
effective barrier against the spread of fire, smoke and gases as
specified in Section 07 84 00, FIRESTOPPING, with intumescent
materials only. Completely fill and seal clearances between raceways
and openings with the fire stopping material.

2. Waterproofing: At floor penetrations, completely seal clearances
around the pipe and make watertight with sealant as specified in
Section 07 92 00, JOINT SEALANTS.

H. Provide 40mm (1 1/2 inch) diameter line pressure gage downstream of zone
valve in cabinets.

I. Provide zone valves in cabinets where indicated.

3.2 TESTS

A. Initial Tests: Blow down, and high and low pressure leakage tests as
required by current NFPA with documentation.

B. Conduct ECRI acceptance procedure; Health Devices IPM System, INSPECTION
AND PREVENTITIVE MAINTENANCE, Procedure No. 440-20010301 (Acceptance),
Medical Gas and Vacuum Systems. Submit passing report to the COR.

- - - E N D - - -
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SECTION 26 05 11
REQUIREMENTS FOR ELECTRICAL INSTALLATIONS

PART 1 - GENERAL

1.1 DESCRIPTION

A. This Section 26 05 11, REQUIREMENTS FOR ELECTRICAL INSTALLATIONS, applies to
all sections of Division 26.

B. Furnish and install electrical wiring, systems, equipment and accessories in
accordance with the specifications and drawings. Capacities and ratings of
motors, transformers, cable, switchboards, switchgear, panel boards, motor
control centers, and other items and arrangements for the specified items
are shown on drawings.

C. Wiring ampacities specified or shown on the drawings are based on copper
conductors, with the conduit and raceways accordingly sized. Aluminum
conductors are prohibited.

1.2 MINIMUM REQUIREMENTS

A. References to the National Electrical Code (NEC), Underwriters Laboratories,
Inc. (UL) and National Fire Protection Association (NFPA) are minimum
installation requirement standards.

B. Drawings and other specification sections shall govern in those instances
where requirements are greater than those specified in the above standards.

1.3 TEST STANDARDS

A. All materials and equipment shall be listed, labeled or certified by a
nationally recognized testing laboratory to meet Underwriters Laboratories,
Inc., standards where test standards have been established. Equipment and
materials which are not covered by UL Standards will be accepted provided
equipment and material is listed, labeled, certified or otherwise determined
to meet safety requirements of a nationally recognized testing laboratory.
Equipment of a class which no nationally recognized testing laboratory
accepts, certifies, lists, labels, or determines to be safe, will be
considered if inspected or tested in accordance with national industrial
standards, such as NEMA, or ANSI. Evidence of compliance shall include
certified test reports and definitive shop drawings.

B. Definitions:

1. Listed; equipment or device of a kind mentioned which:

a. Is published by a nationally recognized laboratory which makes
periodic inspection of production of such equipment.

b. States that such equipment meets nationally recognized standards or
has been tested and found safe for use in a specified manner.

2. Labeled; equipment or device is when:

a. It embodies a valid label, symbol, or other identifying mark of a
nationally recognized testing laboratory such as Underwriters
Laboratories, Inc.

b. The laboratory makes periodic inspections of the production of such
equipment.

c. The labeling indicates compliance with nationally recognized standards
or tests to determine safe use in a specified manner.

3. Certified; equipment or product is which:



Veterans Affairs Medical Center Medical Gas Systems Upgrade
Battle Creek, Michigan January 11, 2012

26 05 11-2

a. Has been tested and found by a nationally recognized testing
laboratory to meet nationally recognized standards or to be safe for
use in a specified manner.

b. Production of equipment or product is periodically inspected by a
nationally recognized testing laboratory.

c. Bears a label, tag, or other record of certification.

4. Nationally recognized testing laboratory; laboratory which is approved,
in accordance with OSHA regulations, by the Secretary of Labor.

1.4 QUALIFICATIONS (PRODUCTS AND SERVICES)

A. Manufacturers Qualifications: The manufacturer shall regularly and presently
produce, as one of the manufacturer's principal products, the equipment and
material specified for this project, and shall have manufactured the item
for at least three years.

B. Product Qualification:

1. Manufacturer's product shall have been in satisfactory operation, on
three installations of similar size and type as this project, for
approximately three years.

2. The Government reserves the right to require the Contractor to submit a
list of installations where the products have been in operation before
approval.

C. Service Qualifications: There shall be a permanent service organization
maintained or trained by the manufacturer which will render satisfactory
service to this installation within eight hours of receipt of notification
that service is needed. Submit name and address of service organizations.

1.5 MANUFACTURED PRODUCTS

A. Materials and equipment furnished shall be of current production by
manufacturers regularly engaged in the manufacture of such items, for which
replacement parts shall be available.

B. When more than one unit of the same class of equipment is required, such
units shall be the product of a single manufacturer.

C. Equipment Assemblies and Components:

1. Components of an assembled unit need not be products of the same
manufacturer.

2. Manufacturers of equipment assemblies, which include components made by
others, shall assume complete responsibility for the final assembled
unit.

3. Components shall be compatible with each other and with the total
assembly for the intended service.

4. Constituent parts which are similar shall be the product of a single
manufacturer.

D. Factory wiring shall be identified on the equipment being furnished and on
all wiring diagrams.

E. When Factory Testing Is Specified:

1. The Government shall have the option of witnessing factory tests. The
contractor shall notify the VA through the COR a minimum of 15 working
days prior to the manufacturers making the factory tests.

2. Four copies of certified test reports containing all test data shall be
furnished to the COR prior to final inspection and not more than 90 days
after completion of the tests.
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3. When equipment fails to meet factory test and re-inspection is required,
the contractor shall be liable for all additional expenses, including
expenses of the Government.

1.6 EQUIPMENT REQUIREMENTS

Where variations from the contract requirements are the connecting work and
related components shall include, but not be limited to additions or changes
to branch circuits, circuit protective devices, conduits, wire, feeders,
controls, panels and installation methods.

1.7 EQUIPMENT PROTECTION

A. Equipment and materials shall be protected during shipment and storage
against physical damage, dirt, moisture, cold and rain:

1. During installation, enclosures, equipment, controls, controllers,
circuit protective devices, and other like items, shall be protected
against entry of foreign matter; and be vacuum cleaned both inside and
outside before testing and operating and repainting if required.

2. Damaged equipment shall be, as determined by the COR, placed in first
class operating condition or be returned to the source of supply for
repair or replacement.

3. Painted surfaces shall be protected with factory installed removable
heavy Kraft paper, sheet vinyl or equal.

4. Damaged paint on equipment and materials shall be refinished with the
same quality of paint and workmanship as used by the manufacturer so
repaired areas are not obvious.

1.8 WORK PERFORMANCE

A. All electrical work must comply with the requirements of NFPA 70 (NEC), NFPA
70B, NFPA 70E, OSHA Part 1910 subpart J, OSHA Part 1910 subpart S and OSHA
Part 1910 subpart K in addition to other references required by contract.

B. Job site safety and worker safety is the responsibility of the contractor.

C. Electrical work shall be accomplished with all affected circuits or
equipment de-energized. When an electrical outage cannot be accomplished in
this manner for the required work, the following requirements are mandatory:

1. Electricians must use full protective equipment (i.e., certified and
tested insulating material to cover exposed energized electrical
components, certified and tested insulated tools, etc.) while working on
energized systems in accordance with NFPA 70E.

2. Electricians must wear personal protective equipment while working on
energized systems in accordance with NFPA 70E.

3. Before initiating any work, a job specific work plan must be developed by
the contractor with a peer review conducted and documented by the COR and
Government staff. The work plan must include procedures to be used on and
near the live electrical equipment, barriers to be installed, safety
equipment to be used and exit pathways.

4. Work on energized circuits or equipment cannot begin until prior written
approval is obtained from the Government.

D. For work on existing stations, arrange, phase and perform work to assure
electrical service for other buildings at all times. Refer to Article
OPERATIONS AND STORAGE AREAS under Section 01 00 00, GENERAL REQUIREMENTS.

E. New work shall be installed and connected to existing work neatly and
carefully. Disturbed or damaged work shall be replaced or repaired to its
prior conditions, as required by Section 01 00 00, GENERAL REQUIREMENTS.
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F. Coordinate location of equipment and conduit with other trades to minimize
interferences. See Section 00 72 00, GENERAL CONDITIONS.

1.9 EQUIPMENT INSTALLATION AND REQUIREMENTS

A. Equipment location shall be as close as practical to locations shown on the
drawings.

B. Working spaces shall not be less than specified in the NEC for all voltages
specified.

C. Inaccessible Equipment:

1. Where the Government determines that the Contractor has installed
equipment not conveniently accessible for operation and maintenance, the
equipment shall be removed and reinstalled as directed at no additional
cost to the Government.

2. "Conveniently accessible" is defined as being capable of being reached
without the use of ladders, or without climbing or crawling under or over
obstacles such as, but not limited to, motors, pumps, belt guards,
transformers, piping, ductwork, conduit and raceways.

1.10 EQUIPMENT IDENTIFICATION

A. In addition to the requirements of the NEC, install an identification sign
which clearly indicates information required for use and maintenance of
items such as panel boards, cabinets, motor controllers (starters), safety
switches, separately enclosed circuit breakers, individual breakers and
controllers in switchboards, switchgear and motor control assemblies,
control devices and other significant equipment.

B. Nameplates shall be laminated black phenolic resin with a white core with
engraved lettering, a minimum of 6 mm (1/4 inch) high. Secure nameplates
with screws. Nameplates that are furnished by manufacturer as a standard
catalog item, or where other method of identification is herein specified,
are exceptions.

1.11 SUBMITTALS

A. Submit in accordance with Section 01 33 23, SHOP DRAWINGS, PRODUCT DATA, AND
SAMPLES.

B. The Government's approval shall be obtained for all equipment and material
before delivery to the job site. Delivery, storage or installation of
equipment or material which has not had prior approval will not be permitted
at the job site.

C. All submittals shall include adequate descriptive literature, catalog cuts,
shop drawings and other data necessary for the Government to ascertain that
the proposed equipment and materials comply with specification requirements.
Catalog cuts submitted for approval shall be legible and clearly identify

equipment being submitted.

D. Submittals for individual systems and equipment assemblies which consist of
more than one item or component shall be made for the system or assembly as
a whole. Partial submittals will not be considered for approval.

1. Mark the submittals, "SUBMITTED UNDER SECTION 26 05 11".

2. Submittals shall be marked to show specification reference including the
section and paragraph numbers.

3. Submit each section separately.

E. The submittals shall include the following:

1. Information that confirms compliance with contract requirements. Include
the manufacturer's name, model or catalog numbers, catalog information,
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technical data sheets, shop drawings, pictures, nameplate data and test
reports as required.

2. Elementary and interconnection wiring diagrams for communication and
signal systems, control system and equipment assemblies. All terminal
points and wiring shall be identified on wiring diagrams.

3. Parts list which shall include those replacement parts recommended by the
equipment manufacturer, quantity of parts, current price and availability
of each part.

F. Manuals: Submit in accordance with Section 01 00 00, GENERAL REQUIREMENTS.

1. Maintenance and Operation Manuals: Submit as required for systems and
equipment specified in the technical sections. Furnish four copies, bound
in hardback binders, (manufacturer's standard binders) or an approved
equivalent. Furnish one complete manual as specified in the technical
section but in no case later than prior to performance of systems or
equipment test, and furnish the remaining manuals prior to contract
completion.

2. Inscribe the following identification on the cover: the words
"MAINTENANCE AND OPERATION MANUAL," the name and location of the system,
equipment, building, name of Contractor, and contract number. Include in
the manual the names, addresses, and telephone numbers of each
subcontractor installing the system or equipment and the local
representatives for the system or equipment.

3. Provide a "Table of Contents" and assemble the manual to conform to the
table of contents, with tab sheets placed before instructions covering
the subject. The instructions shall be legible and easily read, with
large sheets of drawings folded in.

4. The manuals shall include:

a. Internal and interconnecting wiring and control diagrams with data to
explain detailed operation and control of the equipment.

b. A control sequence describing start-up, operation, and shutdown.

c. Description of the function of each principal item of equipment.

d. Installation and maintenance instructions.

e. Safety precautions.

f. Diagrams and illustrations.

g. Testing methods.

h. Performance data.

i. Lubrication schedule including type, grade, temperature range, and
frequency.

j. Pictorial "exploded" parts list with part numbers. Emphasis shall be
placed on the use of special tools and instruments. The list shall
indicate sources of supply, recommended spare parts, and name of
servicing organization.

k. Appendix; list qualified permanent servicing organizations for support
of the equipment, including addresses and certified qualifications.

G. Approvals will be based on complete submission of manuals together with shop
drawings.

H. After approval and prior to installation, furnish the COR with one sample of
each of the following:

1. A 300 mm (12 inch) length of each type and size of wire and cable along
with the tag from the coils of reels from which the samples were taken.
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2. Each type of conduit coupling, bushing and termination fitting.

3. Conduit hangers, clamps and supports.

4. Duct sealing compound.

5. Each type of receptacle, toggle switch, outlet box, manual motor starter,
device plate, engraved nameplate, wire and cable splicing and terminating
material and single pole molded case circuit breaker.

6. Each type of light fixture specified in Section 26 51 00, INTERIOR
LIGHTING or shown on the drawings.

1.12 SINGULAR NUMBER

Where any device or part of equipment is referred to in these specifications
in the singular number (e.g., "the switch"), this reference shall be deemed
to apply to as many such devices as are required to complete the
installation as shown on the drawings.

1.13 TRAINING

A. Training shall be provided in accordance with Article, INSTRUCTIONS, of
Section 01 00 00, GENERAL REQUIREMENTS.

B. Training shall be provided for the particular equipment or system as
required in each associated specification.

C. A training schedule shall be developed and submitted by the contractor and
approved by the COR at least 30 days prior to the planned training.

- - - E N D - - -
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SECTION 26 05 21
LOW-VOLTAGE ELECTRICAL POWER CONDUCTORS AND CABLES (600 VOLTS AND BELOW)

PART 1 - GENERAL

1.1 DESCRIPTION

This section specifies the furnishing, installation, and connection of the

low voltage power and lighting wiring.

1.2 RELATED WORK

A. General electrical requirements that are common to more than one section in

Division 26: Section 26 05 11, REQUIREMENTS FOR ELECTRICAL INSTALLATIONS.

B. Conduits for cables and wiring: Section 26 05 33, RACEWAY AND BOXES FOR

ELECTRICAL SYSTEMS.

1.3 SUBMITTALS

A. In accordance with Section 01 33 23, SHOP DRAWINGS, PRODUCT DATA, AND

SAMPLES, furnish the following:

1. Manufacturer's Literature and Data: Showing each cable type and rating.

2. Certificates: Two weeks prior to final inspection, deliver to the COR

four copies of the certification that the material is in accordance with

the drawings and specifications and has been properly installed.

1.4 APPLICABLE PUBLICATIONS

A. Publications listed below (including amendments, addenda, revisions,

supplements and errata) form a part of this specification to the extent

referenced. Publications are reference in the text by the basic designation

only.

B. American Society of Testing Material (ASTM):

D2301-04 ............... Standard Specification for Vinyl Chloride Plastic

Pressure Sensitive Electrical Insulating Tape

C. Federal Specifications (Fed. Spec.):

A-A-59544-00 ........... Cable and Wire, Electrical (Power, Fixed

Installation)

C. National Fire Protection Association (NFPA):

70-08 .................. National Electrical Code (NEC)

D. Underwriters Laboratories, Inc. (UL):

44-02 .................. Thermoset-Insulated Wires and Cables

83-03 .................. Thermoplastic-Insulated Wires and Cables

467-01 ................. Electrical Grounding and Bonding Equipment

486A-01 ................ Wire Connectors and Soldering Lugs for Use with

Copper Conductors

486C-02 ................ Splicing Wire Connectors
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486D-02 ................ Insulated Wire Connector Systems for Underground Use

or in Damp or Wet Locations

486E-00 ................ Equipment Wiring Terminals for Use with Aluminum

and/or Copper Conductors

493-01 ................. Thermoplastic-Insulated Underground Feeder and

Branch Circuit Cable

514B-02 ................ Fittings for Cable and Conduit

1479-03 ................ Fire Tests of Through-Penetration Fire Stops

PART 2 - PRODUCTS

2.1 CABLE AND WIRE (POWER AND LIGHTING)

A. Cable and Wire shall be in accordance with Fed. Spec. A-A-59544, except as

hereinafter specified.

B. Single Conductor:

1. Shall be annealed copper.

2. Shall be stranded for sizes No. 8 AWG and larger, solid for sizes No. 10

AWG and smaller.

3. Shall be minimum size No. 12 AWG, except where smaller sizes are allowed

herein.

C. Insulation:

1. THW, XHHW, or dual rated THHN-THWN shall be in accordance with UL 44, and

83.

2. Direct burial: UF or USE shall be in accordance with UL 493.

3. Isolated power system wiring: Type XHHW with a dielectric constant of 3.5

or less.

D. Color Code:

1. Secondary service, feeder and branch circuit conductors shall be color

coded as follows:

208/120 volt Phase 480/277 volt

Black A Brown

Red B Orange

Blue C Yellow

White Neutral Gray *

* or white with colored (other than green) tracer.

a. The lighting circuit “switch legs” and 3-way switch “traveling wires”

shall have color coding unique and distinct (i.e. pink and purple)

from the color coding indicated above. The unique color codes shall be
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solid and in accordance with the NEC. Field coordinate for a final

color coding with the COR.

2. Use solid color compound or solid color coating for No. 12 AWG and No. 10

AWG branch circuit conductors and neutral sizes.

3. Phase conductors No. 8 AWG and larger shall be color-coded using one of

the following methods:

a. Solid color compound or solid color coating.

b. Stripes, bands, or hash marks of color specified above.

c. Color as specified using 19 mm (3/4 inch) wide tape. Apply tape in

half overlapping turns for a minimum of 75 mm (three inches) for

terminal points, and in junction boxes, pull boxes, troughs, manholes,

and handholes. Apply the last two laps of tape with no tension to

prevent possible unwinding. Where cable markings are covered by tape,

apply tags to cable stating size and insulation type.

4. For modifications and additions to existing wiring systems, color coding

shall conform to the existing wiring system.

5. Color code for isolated power system wiring shall be in accordance with

the NEC.

2.2 SPLICES AND JOINTS

A. In accordance with UL 486A, C, D, E and NEC.

B. Branch circuits (No. 10 AWG and smaller):

1. Connectors: Solderless, screw-on, reusable pressure cable type, 600 volt,

105 degree C with integral insulation, approved for copper and aluminum

conductors.

2. The integral insulator shall have a skirt to completely cover the

stripped wires.

3. The number, size, and combination of conductors, as listed on the

manufacturers packaging shall be strictly complied with.

C. Feeder Circuits:

1. Connectors shall be indent, hex screw, or bolt clamp-type of high

conductivity and corrosion-resistant material.

2. Field installed compression connectors for cable sizes 250 kcmil and

larger shall have not less than two clamping elements or compression

indents per wire.

3. Insulate splices and joints with materials approved for the particular

use, location, voltage, and temperature. Insulate with not less than that

of the conductor level that is being joined.

4. Plastic electrical insulating tape: ASTM D2304 shall apply, flame

retardant, cold and weather resistant.
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2.3 CONTROL WIRING

A. Unless otherwise specified in other sections of these specifications,

control wiring shall be as specified for power and lighting wiring, except

the minimum size shall be not less than No. 14 AWG.

B. Control wiring shall be large enough so that the voltage drop under inrush

conditions does not adversely affect operation of the controls.

2.4 WIRE LUBRICATING COMPOUND

A. Suitable for the wire insulation and conduit it is used with, and shall not

harden or become adhesive.

B. Shall not be used on wire for isolated type electrical power systems.

2.5 FIREPROOFING TAPE

A. The tape shall consist of a flexible, conformable fabric of organic

composition coated one side with flame-retardant elastomer.

B. The tape shall be self-extinguishing and shall not support combustion. It

shall be arc-proof and fireproof.

C. The tape shall not deteriorate when subjected to water, gases, salt water,

sewage, or fungus and be resistant to sunlight and ultraviolet light.

D. The finished application shall withstand a 200-ampere arc for not less than

30 seconds.

E. Securing tape: Glass cloth electrical tape not less than 0.18 mm (7 mils)

thick, and 19 mm (3/4 inch) wide.

2.6 WARNING TAPE

A. The tape shall be standard, 76 mm (3 inch) wide, 4-Mil polyethylene

detectable type.

B. The tape shall be red with black letters indicating “CAUTION BURIED ELECTRIC

LINE BELOW”.

PART 3 - EXECUTION

3.1 INSTALLATION, GENERAL

A. Install in accordance with the NEC, and as specified.

B. Install all wiring in raceway systems, except where direct burial or HCF

Type AC cables are used.

C. Splice cables and wires only in outlet boxes, junction boxes, pull boxes,

manholes, or handholes.

D. Wires of different systems (i.e. 120V, 277V) shall not be installed in the

same conduit or junction box system.

E. Install cable supports for all vertical feeders in accordance with the NEC.

Provide split wedge type which firmly clamps each individual cable and

tightens due to cable weight.
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F. For panelboards, cabinets, wireways, switches, and equipment assemblies,

neatly form, train, and tie the cables in individual circuits.

G. Seal cable and wire entering a building from underground, between the wire

and conduit where the cable exits the conduit, with a non-hardening approved

compound.

H. Wire Pulling:

1. Provide installation equipment that will prevent the cutting or abrasion

of insulation during pulling of cables.

2. Use ropes made of nonmetallic material for pulling feeders.

3. Attach pulling lines for feeders by means of either woven basket grips or

pulling eyes attached directly to the conductors, as approved by the COR.

4. Pull in multiple cables together in a single conduit.

I. No more than (3) single-phase branch circuits shall be installed in any one

conduit.

J. The wires shall be derated in accordance with NEC Article 310. Neutral

wires, under conditions defined by the NEC, shall be considered current-

carrying conductors.

3.2 INSTALLATION IN MANHOLES

A. Install and support cables in manholes on the steel racks with porcelain or

equal insulators. Train the cables around the manhole walls, but do not bend

to a radius less than six times the overall cable diameter.

B. Fireproofing:

1. Install fireproofing where low voltage cables are installed in the same

manholes with high voltage cables; also cover the low voltage cables with

arc proof and fireproof tape.

2. Use tape of the same type as used for the high voltage cables, and apply

the tape in a single layer, one-half lapped or as recommended by the

manufacturer. Install the tape with the coated side towards the cable and

extend it not less than 25 mm (one inch) into each duct.

3. Secure the tape in place by a random wrap of glass cloth tape.

3.3 SPLICE INSTALLATION

A. Splices and terminations shall be mechanically and electrically secure.

B. Where the Government determines that unsatisfactory splices or terminations

have been installed, remove the devices and install approved devices at no

additional cost to the Government.

3.5 CONTROL AND SIGNAL WIRING INSTALLATION

A. Unless otherwise specified in other sections, install wiring and connect to

equipment/devices to perform the required functions as shown and specified.

B. Except where otherwise required, install a separate power supply circuit for

each system so that malfunctions in any system will not affect other

systems.
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C. Where separate power supply circuits are not shown, connect the systems to

the nearest panelboards of suitable voltages, which are intended to supply

such systems and have suitable spare circuit breakers or space for

installation.

D. Install a red warning indicator on the handle of the branch circuit breaker

for the power supply circuit for each system to prevent accidental

de-energizing of the systems.

E. System voltages shall be 120 volts or lower where shown on the drawings or

as required by the NEC.

3.6 CONTROL AND SIGNAL SYSTEM IDENTIFICATION

A. Install a permanent wire marker on each wire at each termination.

B. Identifying numbers and letters on the wire markers shall correspond to

those on the wiring diagrams used for installing the systems.

C. Wire markers shall retain their markings after cleaning.

D. In each manhole and handhole, install embossed brass tags to identify the

system served and function.

3.7 FEEDER IDENTIFICATION

A. In each interior pulbox and junction box, install metal tags on each circuit

cables and wires to clearly designate their circuit identification and

voltage.

B. In each manhole and handhole, provide tags of the embossed brass type,

showing the cable type and voltage rating. Attach the tags to the cables

with slip-free plastic cable lacing units.

3.8 DIRECT BURIAL CABLE INSTALLATION

A. Tops of the cables:

1. Below the finished grade: Minimum 600 mm (24 inches) unless greater depth

is shown.

2. Below road and other pavement surfaces: In conduit as specified, minimum

750 mm (30 inches) unless greater depth is shown.

3. Do not install them under railroad tracks.

B. Under road and paved surfaces: Install cables in concrete encased galvanized

steel rigid conduits. Size as shown on plans, but not less than 50 mm (two

inch) trade size with bushings at each end of each conduit run. Provide

size/quantity of conduits required to accommodate cables plus one spare.

C. Work with extreme care near existing ducts, conduits, cables and other

utilities to prevent any damage.

D. Cut the trenches neatly and uniformly:

1. Excavating and backfilling is specified in Section 31 20 00, EARTH

MOVING.

2. Place a 75 mm (3 inch) layer of sand in the trenches before installing

the cables.
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3. Place a 75 mm (three inch) layer of sand over the installed cables.

4. Install continuous horizontal, 25 mm by 200 mm (1 inch by 8 inch)

preservative impregnated wood planking 75 mm (three inches) above the

cables before backfilling.

E. Provide horizontal slack in the cables for contraction during cold weather.

F. Install the cables in continuous lengths. Splices within cable runs will not

be accepted.

G. Connections and terminations shall be submersible type designed for the

cables being installed.

H. Warning tape shall be continuously placed 300 mm (12 inches) above the

buried cables.

3.9 EXISITNG WIRING

Unless specifically indicated on the plans, existing wiring shall not be

reused for the new installation. Only wiring that conforms to the

specifications and applicable codes may be reused. If existing wiring does

not meet these requirements, existing wiring may not be reused and new wires

shall be installed.

3.10 FIELD TESTING

A. Feeders and branch circuits shall have their insulation tested after

installation and before connection to utilization devices such as fixtures,

motors, or appliances.

B. Tests shall be performed by megger and conductors shall test free from

short-circuits and grounds.

C. Test conductor phase-to-phase and phase-to-ground.

D. The Contractor shall furnish the instruments, materials, and labor for these

tests.

- - - E N D - - -
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SECTION 26 05 33
RACEWAY AND BOXES FOR ELECTRICAL SYSTEMS

PART 1 – GENERAL

1.1 DESCRIPTION

A. This section specifies the furnishing, installation, and connection of

conduit, fittings, and boxes to form complete, coordinated, grounded raceway

systems. Raceways are required for all wiring unless shown or specified

otherwise.

B. Definitions: The term conduit, as used in this specification, shall mean any

or all of the raceway types specified.

1.2 RELATED WORK

A. Sealing around penetrations to maintain the integrity of fire rated

construction: Section 07 84 00, FIRESTOPPING.

B. General electrical requirements and items that is common to more than one

section of Division 26: Section 26 05 11, REQUIREMENTS FOR ELECTRICAL

INSTALLATIONS.

1.3 SUBMITTALS

In accordance with Section 01 33 23, SHOP DRAWINGS, PRODUCT DATA, AND

SAMPLES, furnish the following:

A. Shop Drawings:

1. Size and location of main feeders;

2. Size and location of panels and pull boxes

3. Layout of required conduit penetrations through structural elements.

4. The specific item proposed and its area of application shall be

identified on the catalog cuts.

B. Certification: Prior to final inspection, COR four copies of the

certification that the material is in accordance with the drawings and

specifications and has been properly installed.

1.4 APPLICABLE PUBLICATIONS

A. Publications listed below (including amendments, addenda, revisions,

supplements and errata) form a part of this specification to the extent

referenced. Publications are referenced in the text by the basic designation

only.

B. National Fire Protection Association (NFPA):

70-08 .................. National Electrical Code (NEC)

C. Underwriters Laboratories, Inc. (UL):

1-03 ................... Flexible Metal Conduit

5-01 ................... Surface Metal Raceway and Fittings

6-03 ................... Rigid Metal Conduit
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50-03 .................. Enclosures for Electrical Equipment

360-03 ................. Liquid-Tight Flexible Steel Conduit

467-01 ................. Grounding and Bonding Equipment

514A-01 ................ Metallic Outlet Boxes

514B-02 ................ Fittings for Cable and Conduit

514C-05 ................ Nonmetallic Outlet Boxes, Flush-Device Boxes and

Covers

651-02 ................. Schedule 40 and 80 Rigid PVC Conduit

651A-03 ................ Type EB and A Rigid PVC Conduit and HDPE Conduit

797-03 ................. Electrical Metallic Tubing

1242-00 ................ Intermediate Metal Conduit

D. National Electrical Manufacturers Association (NEMA):

TC-3-04 ................ PVC Fittings for Use with Rigid PVC Conduit and

Tubing

FB1-03 ................. Fittings, Cast Metal Boxes and Conduit Bodies for

Conduit, Electrical Metallic Tubing and Cable

PART 2 – PRODUCTS

2.1 MATERIAL

A. Conduit Size: In accordance with the NEC, but not less than 13 mm (1/2 inch)

unless otherwise shown. Where permitted by the NEC, 13 mm (1/2 inch)

flexible conduit may be used for tap connections to recessed lighting

fixtures.

B. Conduit:

1. Rigid galvanized steel: Shall Conform to UL 6, ANSI C80.1.

2. Rigid aluminum: Shall Conform to UL 6A, ANSI C80.5.

3. Rigid intermediate steel conduit (IMC): Shall Conform to UL 1242, ANSI

C80.6.

4. Electrical metallic tubing (EMT): Shall Conform to UL 797, ANSI C80.3.

Maximum size not to exceed 105 mm (4 inch) and shall be permitted only

with cable rated 600 volts or less.

5. Flexible galvanized steel conduit: Shall Conform to UL 1.

6. Liquid-tight flexible metal conduit: Shall Conform to UL 360.

7. Direct burial plastic conduit: Shall conform to UL 651 and UL 651A, heavy

wall PVC or high density polyethylene (PE).

8. Surface metal raceway: Shall Conform to UL 5.

C. Conduit Fittings:

1. Rigid steel and IMC conduit fittings:

a. Fittings shall meet the requirements of UL 514B and ANSI/ NEMA FB1.

a. Standard threaded couplings, locknuts, bushings, and elbows: Only

steel or malleable iron materials are acceptable. Integral retractable

type IMC couplings are also acceptable.
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b. Locknuts: Bonding type with sharp edges for digging into the metal

wall of an enclosure.

c. Bushings: Metallic insulating type, consisting of an insulating insert

molded or locked into the metallic body of the fitting. Bushings made

entirely of metal or nonmetallic material are not permitted.

d. Erickson (union-type) and set screw type couplings: Approved for use

in concrete are permitted for use to complete a conduit run where

conduit is installed in concrete. Use set screws of case hardened

steel with hex head and cup point to firmly seat in conduit wall for

positive ground. Tightening of set screws with pliers is prohibited.

e. Sealing fittings: Threaded cast iron type. Use continuous drain type

sealing fittings to prevent passage of water vapor. In concealed work,

install fittings in flush steel boxes with blank cover plates having

the same finishes as that of other electrical plates in the room.

2. Rigid aluminum conduit fittings:

a. Standard threaded couplings, locknuts, bushings, and elbows: Malleable

iron, steel or aluminum alloy materials; Zinc or cadmium plate iron or

steel fittings. Aluminum fittings containing more than 0.4 percent

copper are prohibited.

b. Locknuts and bushings: As specified for rigid steel and IMC conduit.

c. Set screw fittings: Not permitted for use with aluminum conduit.

3. Electrical metallic tubing fittings:

a. Fittings shall meet the requirements of UL 514B and ANSI/ NEMA FB1.

b. Only steel or malleable iron materials are acceptable.

c. Couplings and connectors: Concrete tight and rain tight, with

connectors having insulated throats. Use gland and ring compression

type couplings and connectors for conduit sizes 50 mm (2 inches) and

smaller. Use set screw type couplings with four set screws each for

conduit sizes over 50 mm (2 inches). Use set screws of case-hardened

steel with hex head and cup point to firmly seat in wall of conduit

for positive grounding.

d. Indent type connectors or couplings are prohibited.

e. Die-cast or pressure-cast zinc-alloy fittings or fittings made of "pot

metal" are prohibited.

4. Flexible steel conduit fittings:

a. Conform to UL 514B. Only steel or malleable iron materials are

acceptable.

b. Clamp type, with insulated throat.

5. Liquid-tight flexible metal conduit fittings:

a. Fittings shall meet the requirements of UL 514B and ANSI/ NEMA FB1.

b. Only steel or malleable iron materials are acceptable.



Veterans Affairs Medical Center Medical Gas Systems Upgrade
Battle Creek, Michigan January 11, 2012

26 05 33 - 4

c. Fittings must incorporate a threaded grounding cone, a steel or

plastic compression ring, and a gland for tightening. Connectors shall

have insulated throats.

6. Direct burial plastic conduit fittings:

a. Fittings shall meet the requirements of UL 514C and NEMA TC3.

b. As recommended by the conduit manufacturer.

7. Surface metal raceway fittings: As recommended by the raceway

manufacturer.

8. Expansion and deflection couplings:

a. Conform to UL 467 and UL 514B.

b. Accommodate, 19 mm (0.75 inch) deflection, expansion, or contraction

in any direction, and allow 30 degree angular deflections.

c. Include internal flexible metal braid sized to guarantee conduit

ground continuity and fault currents in accordance with UL 467, and

the NEC code tables for ground conductors.

d. Jacket: Flexible, corrosion-resistant, watertight, moisture and heat

resistant molded rubber material with stainless steel jacket clamps.

D. Conduit Supports:

1. Parts and hardware: Zinc-coat or provide equivalent corrosion protection.

2. Individual Conduit Hangers: Designed for the purpose, having a

pre-assembled closure bolt and nut, and provisions for receiving a hanger

rod.

3. Multiple conduit (trapeze) hangers: Not less than 38 mm by 38 mm (1-1/2

by 1-1/2 inch), 12 gage steel, cold formed, lipped channels; with not

less than 9 mm (3/8 inch) diameter steel hanger rods.

4. Solid Masonry and Concrete Anchors: Self-drilling expansion shields, or

machine bolt expansion.

E. Outlet, Junction, and Pull Boxes:

1. UL-50 and UL-514A.

2. Cast metal where required by the NEC or shown, and equipped with

rustproof boxes.

3. Sheet metal boxes: Galvanized steel, except where otherwise shown.

4. Flush mounted wall or ceiling boxes shall be installed with raised covers

so that front face of raised cover is flush with the wall. Surface

mounted wall or ceiling boxes shall be installed with surface style flat

or raised covers.

F. Wireways: Equip with hinged covers, except where removable covers are shown.

G. Warning Tape: Standard, 4-Mil polyethylene 76 mm (3 inch) wide tape

detectable type, red with black letters, and imprinted with “CAUTION BURIED

ELECTRIC LINE BELOW”.
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PART 3 – EXECUTION

3.1 PENETRATIONS

A. Cutting or Holes:

1. Locate holes in advance where they are proposed in the structural

sections such as ribs or beams. Obtain the approval of the COR prior to

drilling through structural sections.

2. Cut holes through concrete and masonry in new and existing structures

with a diamond core drill or concrete saw. Pneumatic hammer, impact

electric, hand or manual hammer type drills are not allowed, except where

permitted by the COR as required by limited working space.

B. Fire Stop: Where conduits, wireways, and other electrical raceways pass

through fire partitions, fire walls, smoke partitions, or floors, install a

fire stop that provides an effective barrier against the spread of fire,

smoke and gases as specified in Section 07 84 00, FIRESTOPPING, with rock

wool fiber or silicone foam sealant only. Completely fill and seal

clearances between raceways and openings with the fire stop material.

3.2 INSTALLATION, GENERAL

A. In accordance with UL, NEC, as shown, and as hereinafter specified.

B. Essential (Emergency) raceway systems shall be entirely independent of other

raceway systems, except where specifically "accepted" by NEC Article 517.

C. Install conduit as follows:

1. In complete runs before pulling in cables or wires.

2. Flattened, dented, or deformed conduit is not permitted. Remove and

replace the damaged conduits with new undamaged material.

3. Assure conduit installation does not encroach into the ceiling height

head room, walkways, or doorways.

4. Cut square with a hacksaw, ream, remove burrs, and draw up tight.

5. Mechanically and electrically continuous.

6. Independently support conduit at 8’0” on center. Do not use other

supports i.e., (suspended ceilings, suspended ceiling supporting members,

lighting fixtures, conduits, mechanical piping, or mechanical ducts).

7. Support within 300 mm (1 foot) of changes of direction, and within 300 mm

(1 foot) of each enclosure to which connected.

8. Close ends of empty conduit with plugs or caps at the rough-in stage to

prevent entry of debris, until wires are pulled in.

9. Conduit installations under fume and vent hoods are prohibited.

10. Secure conduits to cabinets, junction boxes, pull boxes and outlet boxes

with bonding type locknuts. For rigid and IMC conduit installations,

provide a locknut on the inside of the enclosure, made up wrench tight.

Do not make conduit connections to junction box covers.
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11. Do not use aluminum conduits in wet locations.

12. Unless otherwise indicated on the drawings or specified herein, all

conduits shall be installed concealed within finished walls, floors and

ceilings.

D. Conduit Bends:

1. Make bends with standard conduit bending machines.

2. Conduit hickey may be used for slight offsets, and for straightening

stubbed out conduits.

3. Bending of conduits with a pipe tee or vise is prohibited.

E. Layout and Homeruns:

1. Install conduit with wiring, including homeruns, as shown.

2. Deviations: Make only where necessary to avoid interferences and only

after drawings showing the proposed deviations have been submitted

approved by the COR.

3.3 CONCEALED WORK INSTALLATION

A. In Concrete:

1. Conduit: Rigid steel, IMC or EMT. Do not install EMT in concrete slabs

that are in contact with soil, gravel or vapor barriers.

2. Align and run conduit in direct lines.

3. Install conduit through concrete beams only when the following occurs:

a. As approved by the COR prior to construction, and after submittal of

drawing showing location, size, and position of each penetration.

4. Installation of conduit in concrete that is less than 75 mm (3 inches)

thick is prohibited.

a. Conduit outside diameter larger than 1/3 of the slab thickness is

prohibited.

b. Space between conduits in slabs: Approximately six conduit diameters

apart, except one conduit diameter at conduit crossings.

c. Install conduits approximately in the center of the slab so that there

will be a minimum of 19 mm (3/4 inch) of concrete around the conduits.

5. Make couplings and connections watertight. Use thread compounds that are

UL approved conductive type to insure low resistance ground continuity

through the conduits. Tightening set screws with pliers is prohibited.

B. Furred or Suspended Ceilings and in Walls:

1. Conduit for conductors above 600 volts:

a. Rigid steel or rigid aluminum.

b. Aluminum conduit mixed indiscriminately with other types in the same

system is prohibited.

2. Conduit for conductors 600 volts and below:

a. Rigid steel, IMC, rigid aluminum, or EMT. Different type conduits

mixed indiscriminately in the same system is prohibited.

3. Align and run conduit parallel or perpendicular to the building lines.
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4. Connect recessed lighting fixtures to conduit runs with maximum 1800 mm

(six feet) of flexible metal conduit extending from a junction box to the

fixture.

5. Tightening set screws with pliers is prohibited.

3.4 EXPOSED WORK INSTALLATION

A. Unless otherwise indicated on the drawings, exposed conduit is only

permitted in mechanical and electrical rooms.

B. Conduit for conductors above 600 volts:

1. Rigid steel or rigid aluminum.

2. Aluminum conduit mixed indiscriminately with other types in the same

system is prohibited.

C. Conduit for Conductors 600 volts and below:

1. Rigid steel, IMC, rigid aluminum, or EMT. Different type of conduits

mixed indiscriminately in the system is prohibited.

D. Align and run conduit parallel or perpendicular to the building lines.

E. Install horizontal runs close to the ceiling or beams and secure with

conduit straps.

F. Support horizontal or vertical runs at not over 2400 mm (eight foot)

intervals.

G. Surface metal raceways: Use only where shown.

H. Painting:

1. Paint all exposed conduit.

2. Paint all conduits containing cables rated over 600 volts safety orange.

In addition, paint legends, using 50 mm (two inch) high black numerals

and letters, showing the cable voltage rating. Provide legends where

conduits pass through walls and floors and at maximum 6000 mm (20 foot)

intervals in between.

3.5 DIRECT BURIAL INSTALLATION

A. Exterior routing of Lighting Systems and Other Branch circuits (600 Volt and

Less, and 1500 mm (5 feet) from the buildings):

1. Conduit: Thick wall PVC or high density PE, unless otherwise shown.

2. Mark conduit at uniform intervals to show the kind of material, direct

burial type, and the UL approval label.

3. Install conduit fittings and terminations as recommended by the conduit

manufacturer.

4. Tops of conduits shall be as follows unless otherwise shown:

a. Not less than 600 mm (24 inches) below finished grade.

b. Not less than 750 mm (30 inches) below road and other paved surfaces.

5. Work with extreme care near existing ducts, conduits, cables, and other

utilities to avoid damaging them.
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6. Seal conduits, including spare conduits, at building entrances and at

outdoor terminations for equipment with a suitable compound that prevents

the entrance of moisture and gases.

7. Where metal conduit is shown, install threaded heavy wall rigid steel

galvanized conduit or type A20 rigid steel galvanized conduit coated with

.5 mm (20 mil) bonded PVC, or rigid steel or IMC, PVC coated or standard

coated with bituminous asphaltic compound.

9. Warning tape shall be continuously placed 300 mm (12 inches) above

conduits or electric lines.

3.6 HAZARDOUS LOCATIONS

A. Use rigid steel conduit only, notwithstanding requirements otherwise

specified in this or other sections of these specifications.

B. Install UL approved sealing fittings, that prevent passage of explosive

vapors, in hazardous areas equipped with explosive proof lighting fixtures,

switches, and receptacles, as required by the NEC.

3.7 WET OR DAMP LOCATIONS

A. Unless otherwise shown, use conduits of rigid steel or IMC.

B. Provide sealing fittings, to prevent passage of water vapor, where conduits

pass from warm to cold locations, i.e., (refrigerated spaces, constant

temperature rooms, air conditioned spaces building exterior walls, roofs) or

similar spaces.

C. Unless otherwise shown, use rigid steel or IMC conduit within 1500 mm (5

feet) of the exterior and below concrete building slabs in contact with

soil, gravel, or vapor barriers. Conduit shall include an outer factory

coating of .5 mm (20 mil) bonded PVC or field coat with asphaltum before

installation. After installation, completely coat damaged areas of coating.

3.8 MOTORS AND VIBRATING EQUIPMENT

A. Use flexible metal conduit for connections to motors and other electrical

equipment subject to movement, vibration, misalignment, cramped quarters, or

noise transmission.

B. Provide liquid-tight flexible metal conduit for installation in exterior

locations, moisture or humidity laden atmosphere, corrosive atmosphere,

water or spray wash-down operations, inside (air stream) of HVAC units, and

locations subject to seepage or dripping of oil, grease or water. Provide a

green ground wire with flexible metal conduit.

3.9 EXPANSION JOINTS

A. Conduits 75 mm (3 inches) and larger, that are secured to the building

structure on opposite sides of a building expansion joint, require expansion

and deflection couplings. Install the couplings in accordance with the

manufacturer's recommendations.

B. Provide conduits smaller than 75 mm (3 inches) with junction boxes on both

sides of the expansion joint. Connect conduits to junction boxes with
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sufficient slack of flexible conduit to produce 125 mm (5 inch) vertical

drop midway between the ends. Flexible conduit shall have a copper green

ground bonding jumper installed. In lieu of this flexible conduit, expansion

and deflection couplings as specified above for 375 mm (15 inches) and

larger conduits are acceptable.

C. Install expansion and deflection couplings where shown.

3.10 CONDUIT SUPPORTS, INSTALLATION

A. Safe working load shall not exceed 1/4 of proof test load of fastening

devices.

B. Use pipe straps or individual conduit hangers for supporting individual

conduits. Maximum distance between supports is 2.5 m (8 foot) on center.

C. Support multiple conduit runs with trapeze hangers. Use trapeze hangers that

are designed to support a load equal to or greater than the sum of the

weights of the conduits, wires, hanger itself, and 90 kg (200 pounds).

Attach each conduit with U-bolts or other approved fasteners.

D. Support conduit independently of junction boxes, pull boxes, fixtures,

suspended ceiling T-bars, angle supports, and similar items.

E. Fasteners and Supports in Solid Masonry and Concrete:

1. New Construction: Use steel or malleable iron concrete inserts set in

place prior to placing the concrete.

2. Existing Construction:

a. Steel expansion anchors not less than 6 mm (1/4 inch) bolt size and

not less than 28 mm (1-1/8 inch) embedment.

b. Power set fasteners not less than 6 mm (1/4 inch) diameter with depth

of penetration not less than 75 mm (3 inches).

c. Use vibration and shock resistant anchors and fasteners for attaching

to concrete ceilings.

F. Hollow Masonry: Toggle bolts are permitted.

G. Bolts supported only by plaster or gypsum wallboard are not acceptable.

H. Metal Structures: Use machine screw fasteners or other devices specifically

designed and approved for the application.

I. Attachment by wood plugs, rawl plug, plastic, lead or soft metal anchors, or

wood blocking and bolts supported only by plaster is prohibited.

J. Chain, wire, or perforated strap shall not be used to support or fasten

conduit.

K. Spring steel type supports or fasteners are prohibited for all uses except:

Horizontal and vertical supports/fasteners within walls.

L. Vertical Supports: Vertical conduit runs shall have riser clamps and

supports in accordance with the NEC and as shown. Provide supports for cable

and wire with fittings that include internal wedges and retaining collars.
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3.11 BOX INSTALLATION

A. Boxes for Concealed Conduits:

1. Flush mounted.

2. Provide raised covers for boxes to suit the wall or ceiling, construction

and finish.

B. In addition to boxes shown, install additional boxes where needed to prevent

damage to cables and wires during pulling in operations.

C. Remove only knockouts as required and plug unused openings. Use threaded

plugs for cast metal boxes and snap-in metal covers for sheet metal boxes.

D. Outlet boxes in the same wall mounted back-to-back are prohibited. A minimum

600 mm (24 inch), center-to-center lateral spacing shall be maintained

between boxes.)

E. Minimum size of outlet boxes for ground fault interrupter (GFI) receptacles

is 100 mm (4 inches) square by 55 mm (2-1/8 inches) deep, with device covers

for the wall material and thickness involved.

F. Stencil or install phenolic nameplates on covers of the boxes identified on

riser diagrams; for example "SIG-FA JB No. 1".

G. On all Branch Circuit junction box covers, identify the circuits with black

marker.

- - - E N D - - -
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SECTION 27 05 11
REQUIREMENTS FOR COMMUNICATIONS INSTALLATIONS

PART 1 - GENERAL

1.1 DESCRIPTION

A. This Section, Requirements for Communications Installations, applies to all
sections of Division 27.

B. Furnish and install communications cabling, systems, equipment, and
accessories in accordance with the specifications and drawings. Capacities
and ratings of transformers, cable, and other items and arrangements for the
specified items are shown on drawings.

1.2 MINIMUM REQUIREMENTS

A. References to industry and trade association standards and codes are minimum
installation requirement standards.

B. Drawings and other specification sections shall govern in those instances
where requirements are greater than those specified in the above standards.

1.3 QUALIFICATIONS (PRODUCTS AND SERVICES)

A. Manufacturers Qualifications: The manufacturer shall regularly and presently
produce, as one of the manufacturer's principal products, the equipment and
material specified for this project, and shall have manufactured the item
for at least three years.

B. Product Qualification:

1. Manufacturer's product shall have been in satisfactory operation, on
three installations of similar size and type as this project, for
approximately three years.

2. The Government reserves the right to require the Contractor to submit a
list of installations where the products have been in operation before
approval.

C. Service Qualifications: There shall be a permanent service organization
maintained or trained by the manufacturer which will render satisfactory
service to this installation within eight hours of receipt of notification
that service is needed. Submit name and address of service organizations.

1.4 MANUFACTURED PRODUCTS

A. Materials and equipment furnished shall be of current production by
manufacturers regularly engaged in the manufacture of such items, for which
replacement parts shall be available.

B. When more than one unit of the same class of equipment is required, such
units shall be the product of a single manufacturer.

C. Equipment Assemblies and Components:

1. Components of an assembled unit need not be products of the same
manufacturer.

2. Manufacturers of equipment assemblies, which include components made by
others, shall assume complete responsibility for the final assembled
unit.

3. Components shall be compatible with each other and with the total
assembly for the intended service.

4. Constituent parts which are similar shall be the product of a single
manufacturer.
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D. Factory wiring shall be identified on the equipment being furnished and on
all wiring diagrams.

E. When Factory Testing Is Specified:

1. The Government shall have the option of witnessing factory tests. The
contractor shall notify the VA through the COR a minimum of 15 working
days prior to the manufacturers making the factory tests.

2. Four copies of certified test reports containing all test data shall be
furnished to the COR prior to final inspection and not more than 90 days
after completion of the tests.

3. When equipment fails to meet factory test and re-inspection is required,
the contractor shall be liable for all additional expenses, including
expenses of the Government.

1.5 EQUIPMENT REQUIREMENTS

Where variations from the contract requirements are requested the connecting
work and related components shall include, but not be limited to additions
or changes to branch circuits, circuit protective devices, conduits, wire,
feeders, controls, panels and installation methods.

1.6 EQUIPMENT PROTECTION

A. Equipment and materials shall be protected during shipment and storage
against physical damage, dirt, moisture, cold and rain:

1. During installation, enclosures, equipment, controls, controllers,
circuit protective devices, and other like items, shall be protected
against entry of foreign matter; and be vacuum cleaned both inside and
outside before testing and operating and repainting if required.

2. Damaged equipment shall be, as determined by the COR, placed in first
class operating condition or be returned to the source of supply for
repair or replacement.

3. Painted surfaces shall be protected with factory installed removable
heavy kraft paper, sheet vinyl or equal.

4. Damaged paint on equipment and materials shall be refinished with the
same quality of paint and workmanship as used by the manufacturer so
repaired areas are not obvious.

1.7 WORK PERFORMANCE

A. Job site safety and worker safety is the responsibility of the contractor.

B. For work on existing stations, arrange, phase and perform work to assure
communications service for other buildings at all times. Refer to Article
OPERATIONS AND STORAGE AREAS under Section 01 00 00, GENERAL REQUIREMENTS.

C. New work shall be installed and connected to existing work neatly and
carefully. Disturbed or damaged work shall be replaced or repaired to its
prior conditions, as required by Section 01 00 00, GENERAL REQUIREMENTS.

1.8 EQUIPMENT INSTALLATION AND REQUIREMENTS

A. Equipment location shall be as close as practical to locations shown on the
drawings.

B. Inaccessible Equipment:

1. Where the Government determines that the Contractor has installed
equipment not conveniently accessible for operation and maintenance, the
equipment shall be removed and reinstalled as directed at no additional
cost to the Government.

2. "Conveniently accessible" is defined as being capable of being reached
without the use of ladders, or without climbing or crawling under or over
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obstacles such as, but not limited to, motors, pumps, belt guards,
transformers, piping, ductwork, conduit and raceways.

1.9 EQUIPMENT IDENTIFICATION

A. Install an identification sign which clearly indicates information required
for use and maintenance of equipment.

B. Nameplates shall be laminated black phenolic resin with a white core with
engraved lettering, a minimum of 6 mm (1/4 inch) high. Secure nameplates
with screws. Nameplates that are furnished by manufacturer as a standard
catalog item, or where other method of identification is herein specified,
are exceptions.

1.10 SUBMITTALS

A. Submit in accordance with Section 01 33 23, SHOP DRAWINGS, PRODUCT DATA, AND
SAMPLES.

B. The Government's approval shall be obtained for all equipment and material
before delivery to the job site. Delivery, storage, or installation of
equipment or material which has not had prior approval will not be permitted
at the job site.

C. All submittals shall include adequate descriptive literature, catalog cuts,
shop drawings, and other data necessary for the Government to ascertain that
the proposed equipment and materials comply with specification requirements.
Catalog cuts submitted for approval shall be legible and clearly identify

equipment being submitted.

D. Submittals for individual systems and equipment assemblies which consist of
more than one item or component shall be made for the system or assembly as
a whole. Partial submittals will not be considered for approval.

1. Mark the submittals, "SUBMITTED UNDER SECTION 27 05 11".

2. Submittals shall be marked to show specification reference including the
section and paragraph numbers.

3. Submit each section separately.

E. The submittals shall include the following:

1. Information that confirms compliance with contract requirements. Include
the manufacturer's name, model or catalog numbers, catalog information,
technical data sheets, shop drawings, pictures, nameplate data and test
reports as required.

2. Elementary and interconnection wiring diagrams for communication and
signal systems, control system and equipment assemblies. All terminal
points and wiring shall be identified on wiring diagrams.

3. Parts list which shall include those replacement parts recommended by the
equipment manufacturer, quantity of parts, current price and availability
of each part.

F. Manuals: Submit in accordance with Section 01 00 00, GENERAL REQUIREMENTS.

1. Maintenance and Operation Manuals: Submit as required for systems and
equipment specified in the technical sections. Furnish four copies, bound
in hardback binders, (manufacturer's standard binders) or an approved
equivalent. Furnish one complete manual as specified in the technical
section but in no case later than prior to performance of systems or
equipment test, and furnish the remaining manuals prior to contract
completion.

2. Inscribe the following identification on the cover: the words
"MAINTENANCE AND OPERATION MANUAL," the name and location of the system,
equipment, building, name of Contractor, and contract number. Include in
the manual the names, addresses, and telephone numbers of each
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subcontractor installing the system or equipment and the local
representatives for the system or equipment.

3. Provide a "Table of Contents" and assemble the manual to conform to the
table of contents, with tab sheets placed before instructions covering
the subject. The instructions shall be legible and easily read, with
large sheets of drawings folded in.

4. The manuals shall include:

a. Internal and interconnecting wiring and control diagrams with data to
explain detailed operation and control of the equipment.

b. A control sequence describing start-up, operation, and shutdown.

c. Description of the function of each principal item of equipment.

d. Installation and maintenance instructions.

e. Safety precautions.

f. Diagrams and illustrations.

g. Testing methods.

h. Performance data.

i. Pictorial "exploded" parts list with part numbers. Emphasis shall be
placed on the use of special tools and instruments. The list shall
indicate sources of supply, recommended spare parts, and name of
servicing organization.

j. Appendix; list qualified permanent servicing organizations for support
of the equipment, including addresses and certified qualifications.

G. Approvals will be based on complete submission of manuals together with shop
drawings.

H. After approval and prior to installation, furnish the COR with one sample of
each of the following:

1. A 300 mm (12 inch) length of each type and size of wire and cable along
with the tag from the coils of reels from which the samples were taken.

2. Each type of conduit and pathway coupling, bushing and termination
fitting.

3. Raceway and pathway hangers, clamps and supports.

4. Duct sealing compound.

I. In addition to the requirement of SUBMITTALS, the VA reserves the right to
request the manufacturer to arrange for a VA representative to see typical
active systems in operation, when there has been no prior experience with
the manufacturer or the type of equipment being submitted.

1.11 SINGULAR NUMBER

Where any device or part of equipment is referred to in these specifications
in the singular number (e.g., "the switch"), this reference shall be deemed
to apply to as many such devices as are required to complete the
installation as shown on the drawings.

1.12 TRAINING

A. Training shall be provided in accordance with Article, INSTRUCTIONS, of
Section 01 00 00, GENERAL REQUIREMENTS.

B. Training shall be provided for the particular equipment or system as
required in each associated specification.

C. A training schedule shall be developed and submitted by the contractor and
approved by the COR at least 30 days prior to the planned training.

- - - E N D - - -
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SECTION 27 05 33
RACEWAYS AND BOXES FOR COMMUNICATIONS SYSTEMS

PART 1 - GENERAL

1.1 DESCRIPTION

A. This section specifies the furnishing, installation, and connection of

conduit, fittings, and boxes to form complete, coordinated, raceway systems.

Raceways are required for all communications cabling unless shown or

specified otherwise.

B. Definitions: The term conduit, as used in this specification, shall mean any

or all of the raceway types specified.

1.2 RELATED WORK

A. Mounting board for communication closets: Section 06 10 00, ROUGH CARPENTRY.

B. Sealing around penetrations to maintain the integrity of fire rated

construction: Section 07 84 00, FIRESTOPPING.

C. Fabrications for the deflection of water away from the building envelope at

penetrations: Section 07 60 00, FLASHING AND SHEET METAL.

D. Sealing around conduit penetrations through the building envelope to prevent

moisture migration into the building: Section 07 92 00, JOINT SEALANTS.

E. Identification and painting of conduit and other devices: Section 09 91 00,

PAINTING.

F. General electrical requirements and items that is common to more than one

section of Division 27: Section 27 05 11, REQUIREMENTS FOR COMMUNICATIONS

INSTALLATIONS.

1.3 SUBMITTALS

In accordance with Section 01 33 23, SHOP DRAWINGS, PRODUCT DATA, AND

SAMPLES, furnish the following:

A. Shop Drawings:

1. Size and location of panels and pull boxes

2. Layout of required conduit penetrations through structural elements.

3. The specific item proposed and its area of application shall be

identified on the catalog cuts.

B. Certification: Prior to final inspection, deliver to the COR four copies of

the certification that the material is in accordance with the drawings and

specifications and has been properly installed.

1.4 APPLICABLE PUBLICATIONS

A. Publications listed below (including amendments, addenda, revisions,

supplements and errata) form a part of this specification to the extent

referenced. Publications are referenced in the text by the basic designation

only.

B. National Fire Protection Association (NFPA):

70-05 .................. National Electrical Code (NEC)
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C. Underwriters Laboratories, Inc. (UL):

1-03 ................... Flexible Metal Conduit

5-01 ................... Surface Metal Raceway and Fittings

6-03 ................... Rigid Metal Conduit

50-03 .................. Enclosures for Electrical Equipment

360-03 ................. Liquid-Tight Flexible Steel Conduit

467-01 ................. Grounding and Bonding Equipment

514A-01 ................ Metallic Outlet Boxes

514B-02 ................ Fittings for Cable and Conduit

514C-05 ................ Nonmetallic Outlet Boxes, Flush-Device Boxes and

Covers

651-02 ................. Schedule 40 and 80 Rigid PVC Conduit

651A-03 ................ Type EB and A Rigid PVC Conduit and HDPE Conduit

797-03 ................. Electrical Metallic Tubing

1242-00 ................ Intermediate Metal Conduit

D. National Electrical Manufacturers Association (NEMA):

TC-3-04 ................ PVC Fittings for Use with Rigid PVC Conduit and

Tubing

FB1-03 ................. Fittings, Cast Metal Boxes and Conduit Bodies for

Conduit, Electrical Metallic Tubing and Cable

PART 2 – PRODUCTS

2.1 MATERIAL

A. Conduit Size: In accordance with the NEC, but not less than 13 mm (1/2 inch)

unless otherwise shown. Where permitted by the NEC, 13 mm (1/2 inch)

flexible conduit may be used for tap connections to recessed lighting

fixtures.

B. Conduit:

1. Rigid galvanized steel: Shall Conform to UL 6, ANSI C80.1.

2. Rigid aluminum: Shall Conform to UL 6A, ANSI C80.5.

3. Rigid intermediate steel conduit (IMC): Shall Conform to UL 1242, ANSI

C80.6.

4. Electrical metallic tubing (EMT): Shall Conform to UL 797, ANSI C80.3.

Maximum size not to exceed 105 mm (4 inch) and shall be permitted only

with cable rated 600 volts or less.

5. Flexible galvanized steel conduit: Shall Conform to UL 1.

6. Liquid-tight flexible metal conduit: Shall Conform to UL 360.

7. Direct burial plastic conduit: Shall conform to UL 651 and UL 651A, heavy

wall PVC or high density polyethylene (PE).

8. Surface metal raceway: Shall Conform to UL 5.

C. Conduit Fittings:
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1. Rigid steel and IMC conduit fittings:

a. Fittings shall meet the requirements of UL 514B and ANSI/ NEMA FB1.

a. Standard threaded couplings, locknuts, bushings, and elbows: Only

steel or malleable iron materials are acceptable. Integral retractable

type IMC couplings are also acceptable.

b. Locknuts: Bonding type with sharp edges for digging into the metal

wall of an enclosure.

c. Bushings: Metallic insulating type, consisting of an insulating insert

molded or locked into the metallic body of the fitting. Bushings made

entirely of metal or nonmetallic material are not permitted.

d. Erickson (union-type) and set screw type couplings: Approved for use

in concrete are permitted for use to complete a conduit run where

conduit is installed in concrete. Use set screws of case hardened

steel with hex head and cup point to firmly seat in conduit wall for

positive ground. Tightening of set screws with pliers is prohibited.

e. Sealing fittings: Threaded cast iron type. Use continuous drain type

sealing fittings to prevent passage of water vapor. In concealed work,

install fittings in flush steel boxes with blank cover plates having

the same finishes as that of other electrical plates in the room.

2. Rigid aluminum conduit fittings:

a. Standard threaded couplings, locknuts, bushings, and elbows: Malleable

iron, steel or aluminum alloy materials; Zinc or cadmium plate iron or

steel fittings. Aluminum fittings containing more than 0.4 percent

copper are prohibited.

b. Locknuts and bushings: As specified for rigid steel and IMC conduit.

c. Set screw fittings: Not permitted for use with aluminum conduit.

3. Electrical metallic tubing fittings:

a. Fittings shall meet the requirements of UL 514B and ANSI/ NEMA FB1.

b. Only steel or malleable iron materials are acceptable.

c. Couplings and connectors: Concrete tight and rain tight, with

connectors having insulated throats. Use gland and ring compression

type couplings and connectors for conduit sizes 50 mm (2 inches) and

smaller. Use set screw type couplings with four set screws each for

conduit sizes over 50 mm (2 inches). Use set screws of case-hardened

steel with hex head and cup point to firmly seat in wall of conduit

for positive grounding.

d. Indent type connectors or couplings are prohibited.

e. Die-cast or pressure-cast zinc-alloy fittings or fittings made of "pot

metal" are prohibited.

4. Flexible steel conduit fittings:

a. Conform to UL 514B. Only steel or malleable iron materials are

acceptable.
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b. Clamp type, with insulated throat.

5. Liquid-tight flexible metal conduit fittings:

a. Fittings shall meet the requirements of UL 514B and ANSI/ NEMA FB1.

b. Only steel or malleable iron materials are acceptable.

c. Fittings must incorporate a threaded grounding cone, a steel or

plastic compression ring, and a gland for tightening. Connectors shall

have insulated throats.

6. Direct burial plastic conduit fittings:

a. Fittings shall meet the requirements of UL 514C and NEMA TC3.

b. As recommended by the conduit manufacturer.

7. Surface metal raceway fittings: As recommended by the raceway

manufacturer.

8. Expansion and deflection couplings:

a. Conform to UL 467 and UL 514B.

b. Accommodate, 19 mm (0.75 inch) deflection, expansion, or contraction

in any direction, and allow 30 degree angular deflections.

c. Include internal flexible metal braid sized to guarantee conduit

ground continuity and fault currents in accordance with UL 467, and

the NEC code tables for ground conductors.

d. Jacket: Flexible, corrosion-resistant, watertight, moisture and heat

resistant molded rubber material with stainless steel jacket clamps.

D. Conduit Supports:

1. Parts and hardware: Zinc-coat or provide equivalent corrosion protection.

2. Individual Conduit Hangers: Designed for the purpose, having a

pre-assembled closure bolt and nut, and provisions for receiving a hanger

rod.

3. Multiple conduit (trapeze) hangers: Not less than 38 mm by 38 mm (1-1/2

by 1-1/2 inch), 12 gage steel, cold formed, lipped channels; with not

less than 9 mm (3/8 inch) diameter steel hanger rods.

4. Solid Masonry and Concrete Anchors: Self-drilling expansion shields, or

machine bolt expansion.

E. Outlet, Junction, and Pull Boxes:

1. UL-50 and UL-514A.

2. Cast metal where required by the NEC or shown, and equipped with

rustproof boxes.

3. Sheet metal boxes: Galvanized steel, except where otherwise shown.

4. Flush mounted wall or ceiling boxes shall be installed with raised covers

so that front face of raised cover is flush with the wall. Surface

mounted wall or ceiling boxes shall be installed with surface style flat

or raised covers.

F. Wireways: Equip with hinged covers, except where removable covers are shown.
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G. Warning Tape: Standard, 4-Mil polyethylene 76 mm (3 inch) wide tape

detectable type, red with black letters, and imprinted with “CAUTION BURIED

COMMUNICATIONS CABLE BELOW”.

PART 3 – EXECUTION

3.1 PENETRATIONS

A. Cutting or Holes:

1. Locate holes in advance where they are proposed in the structural

sections such as ribs or beams. Obtain the approval of the COR prior to

drilling through structural sections.

2. Cut holes through concrete and masonry in new and existing structures

with a diamond core drill or concrete saw. Pneumatic hammer, impact

electric, hand or manual hammer type drills are not allowed, except where

permitted by the COR as required by limited working space.

B. Fire Stop: Where conduits, wireways, and other communications raceways pass

through fire partitions, fire walls, smoke partitions, or floors, install a

fire stop that provides an effective barrier against the spread of fire,

smoke and gases as specified in Section 07 84 00, FIRESTOPPING, with rock

wool fiber or silicone foam sealant only. Completely fill and seal

clearances between raceways and openings with the fire stop material.

C. Waterproofing: At floor, exterior wall, and roof conduit penetrations,

completely seal clearances around the conduit and make watertight as

specified in Section 07 92 00, JOINT SEALANTS.

3.2 INSTALLATION, GENERAL

A. Install conduit as follows:

1. In complete runs before pulling in cables or wires.

2. Flattened, dented, or deformed conduit is not permitted. Remove and

replace the damaged conduits with new undamaged material.

3. Assure conduit installation does not encroach into the ceiling height

head room, walkways, or doorways.

4. Cut square with a hacksaw, ream, remove burrs, and draw up tight.

5. Mechanically continuous.

6. Independently support conduit at 8’0” on center. Do not use other

supports i.e., (suspended ceilings, suspended ceiling supporting members,

lighting fixtures, conduits, mechanical piping, or mechanical ducts).

7. Support within 300 mm (1 foot) of changes of direction, and within 300 mm

(1 foot) of each enclosure to which connected.

8. Close ends of empty conduit with plugs or caps at the rough-in stage to

prevent entry of debris, until wires are pulled in.

9. Conduit installations under fume and vent hoods are prohibited.
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10. Secure conduits to cabinets, junction boxes, pull boxes and outlet boxes

with bonding type locknuts. For rigid and IMC conduit installations,

provide a locknut on the inside of the enclosure, made up wrench tight.

Do not make conduit connections to junction box covers.

11. Flashing of penetrations of the roof membrane is specified in Section 07

60 00, FLASHING AND SHEET METAL.

12. Do not use aluminum conduits in wet locations.

13. Unless otherwise indicated on the drawings or specified herein, all

conduits shall be installed concealed within finished walls, floors and

ceilings.

B. Conduit Bends:

1. Make bends with standard conduit bending machines.

2. Conduit hickey may be used for slight offsets, and for straightening

stubbed out conduits.

3. Bending of conduits with a pipe tee or vise is prohibited.

C. Layout and Homeruns:

2. Deviations: Make only where necessary to avoid interferences and only

after drawings showing the proposed deviations have been submitted

approved by the COR.

3.3 CONCEALED WORK INSTALLATION

A. In Concrete:

1. Conduit: Rigid steel, IMC or EMT. Do not install EMT in concrete slabs

that are in contact with soil, gravel or vapor barriers.

2. Align and run conduit in direct lines.

3. Install conduit through concrete beams only when the following occurs:

a. Where shown on the structural drawings.

b. As approved by the COR prior to construction, and after submittal of

drawing showing location, size, and position of each penetration.

4. Installation of conduit in concrete that is less than 75 mm (3 inches)

thick is prohibited.

a. Conduit outside diameter larger than 1/3 of the slab thickness is

prohibited.

b. Space between conduits in slabs: Approximately six conduit diameters

apart, except one conduit diameter at conduit crossings.

c. Install conduits approximately in the center of the slab so that there

will be a minimum of 19 mm (3/4 inch) of concrete around the conduits.

5. Make couplings and connections watertight. Use thread compounds that are

UL approved conductive type to insure low resistance ground continuity

through the conduits. Tightening set screws with pliers is prohibited.

B. Furred or Suspended Ceilings and in Walls:

1. Conduit for conductors above 600 volts:

a. Rigid steel or rigid aluminum.
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b. Aluminum conduit mixed indiscriminately with other types in the same

system is prohibited.

2. Conduit for conductors 600 volts and below:

a. Rigid steel, IMC, rigid aluminum, or EMT. Different type conduits

mixed indiscriminately in the same system is prohibited.

3. Align and run conduit parallel or perpendicular to the building lines.

4. Connect recessed lighting fixtures to conduit runs with maximum 1800 mm

(six feet) of flexible metal conduit extending from a junction box to the

fixture.

5. Tightening set screws with pliers is prohibited.

3.4 EXPOSED WORK INSTALLATION

A. Unless otherwise indicated on the drawings, exposed conduit is only

permitted in mechanical and electrical rooms.

B. Conduit for conductors above 600 volts:

1. Rigid steel or rigid aluminum.

2. Aluminum conduit mixed indiscriminately with other types in the same

system is prohibited.

C. Conduit for Conductors 600 volts and below:

1. Rigid steel, IMC, rigid aluminum, or EMT. Different type of conduits

mixed indiscriminately in the system is prohibited.

D. Align and run conduit parallel or perpendicular to the building lines.

E. Install horizontal runs close to the ceiling or beams and secure with

conduit straps.

F. Support horizontal or vertical runs at not over 2400 mm (eight foot)

intervals.

G. Surface metal raceways: Use only where shown.

H. Painting:

1. Paint exposed conduit as specified in Section09 91 00, PAINTING.

2. Paint all conduits containing cables rated over 600 volts safety orange.

Refer to Section 09 91 00, PAINTING for preparation, paint type, and

exact color. In addition, paint legends, using 50 mm (two inch) high

black numerals and letters, showing the cable voltage rating. Provide

legends where conduits pass through walls and floors and at maximum 6000

mm (20 foot) intervals in between.

3.5 EXPANSION JOINTS

A. Conduits 75 mm (3 inches) and larger, that are secured to the building

structure on opposite sides of a building expansion joint, require expansion

and deflection couplings. Install the couplings in accordance with the

manufacturer's recommendations.

B. Provide conduits smaller than 75 mm (3 inches) with junction boxes on both

sides of the expansion joint. Connect conduits to junction boxes with

sufficient slack of flexible conduit to produce 125 mm (5 inch) vertical
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drop midway between the ends. Flexible conduit shall have a copper green

ground bonding jumper installed. In lieu of this flexible conduit, expansion

and deflection couplings as specified above for 375 mm (15 inches) and

larger conduits are acceptable.

C. Install expansion and deflection couplings where shown.

SPEC WRITER NOTE: Include the following
paragraph for seismic areas only.

3.6 CONDUIT SUPPORTS, INSTALLATION

A. Safe working load shall not exceed 1/4 of proof test load of fastening

devices.

B. Use pipe straps or individual conduit hangers for supporting individual

conduits. Maximum distance between supports is 2.5 m (8 foot) on center.

C. Support multiple conduit runs with trapeze hangers. Use trapeze hangers that

are designed to support a load equal to or greater than the sum of the

weights of the conduits, wires, hanger itself, and 90 kg (200 pounds).

Attach each conduit with U-bolts or other approved fasteners.

D. Support conduit independently of junction boxes, pull boxes, fixtures,

suspended ceiling T-bars, angle supports, and similar items.

E. Fasteners and Supports in Solid Masonry and Concrete:

1. New Construction: Use steel or malleable iron concrete inserts set in

place prior to placing the concrete.

2. Existing Construction:

a. Steel expansion anchors not less than 6 mm (1/4 inch) bolt size and

not less than 28 mm (1-1/8 inch) embedment.

b. Power set fasteners not less than 6 mm (1/4 inch) diameter with depth

of penetration not less than 75 mm (3 inches).

c. Use vibration and shock resistant anchors and fasteners for attaching

to concrete ceilings.

F. Hollow Masonry: Toggle bolts are permitted.

G. Bolts supported only by plaster or gypsum wallboard are not acceptable.

H. Metal Structures: Use machine screw fasteners or other devices specifically

designed and approved for the application.

I. Attachment by wood plugs, rawl plug, plastic, lead or soft metal anchors, or

wood blocking and bolts supported only by plaster is prohibited.

J. Chain, wire, or perforated strap shall not be used to support or fasten

conduit.

K. Spring steel type supports or fasteners are prohibited for all uses except:

Horizontal and vertical supports/fasteners within walls.

L. Vertical Supports: Vertical conduit runs shall have riser clamps and

supports in accordance with the NEC and as shown. Provide supports for cable

and wire with fittings that include internal wedges and retaining collars.
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3.7 BOX INSTALLATION

A. Boxes for Concealed Conduits:

1. Flush mounted.

2. Provide raised covers for boxes to suit the wall or ceiling, construction

and finish.

B. In addition to boxes shown, install additional boxes where needed to prevent

damage to cables and wires during pulling in operations.

C. Remove only knockouts as required and plug unused openings. Use threaded

plugs for cast metal boxes and snap-in metal covers for sheet metal boxes.

D. Stencil or install phenolic nameplates on covers of the boxes identified on

riser diagrams; for example "SIG-FA JB No. 1".

3.11 COMMUNICATION SYSTEM CONDUIT

A. Install the communication raceway system as shown on drawings.

B. Minimum conduit size of 19 mm (3/4 inch), but not less than the size shown

on the drawings.

C. All conduit ends shall be equipped with insulated bushings.

D. All 100 mm (four inch) conduits within buildings shall include pull boxes

after every two 90 degree bends. Size boxes per the NEC.

E. Vertical conduits/sleeves through closets floors shall terminate not less

than 75 mm (3 inches) below the floor and not less than 75 mm (3 inches)

below the ceiling of the floor below.

F. Terminate conduit runs to/from a backboard in a closet or interstitial space

at the top or bottom of the backboard. Conduits shall enter communication

closets next to the wall and be flush with the backboard.

G. Were drilling is necessary for vertical conduits, locate holes so as not to

affect structural sections such as ribs or beams.

H. All empty conduits located in communication closets or on backboards shall

be sealed with a standard non-hardening duct seal compound to prevent the

entrance of moisture and gases and to meet fire resistance requirements.

I. Conduit runs shall contain no more than four quarter turns (90 degree bends)

between pull boxes/backboards. Minimum radius of communication conduit bends

shall be as follows (special long radius):
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Sizes of Conduit

Trade Size

Radius of Conduit Bends

mm, Inches

3/4 150 (6)

1 230 (9)

1-1/4 350 (14)

1-1/2 430 (17)

2 525 (21)

2-1/2 635 (25)

3 775 (31)

3-1/2 900 (36)

4 1125 (45)

J. Furnish and install 19 mm (3/4 inch) thick fire retardant plywood specified

in Section 06 10 00, ROUGH CARPENTRY on the wall of communication closets

where shown on drawings . Mount the plywood with the bottom edge 300 mm (one

foot) above the finished floor.

K. Furnish and pull wire in all empty conduits. (Sleeves through floor are

exceptions).

- - - E N D - - -
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SECTION 27 10 00
STRUCTURED CABLING

PART 1 – GENERAL

1.1 DESCRIPTION

A. This section specifies the furnishing, installation, and connection of the

structured cabling system to provide a comprehensive telecommunications

infrastructure.

1.2 RELATED WORK

A. Sealing around penetrations to maintain the integrity of time rated

construction: Section 07 84 00, FIRESTOPPING.

B. General electrical requirements that are common to more than one section in

Division 27: Section 27 05 11, REQUIREMENTS FOR COMMUNICATIONS

INSTALLATIONS.

C. Conduits for cables and wiring: Section 27 05 33, RACEWAYS AND BOXES FOR

COMMUNICATIONS SYSTEMS.

1.3 SUBMITTALS

A. In accordance with Section 01 33 23, SHOP DRAWINGS, PRODUCT DATA, AND

SAMPLES, furnish the following:

1. Manufacturer's Literature and Data: Showing each cable type and rating.

2. Certificates: Two weeks prior to final inspection, deliver to the COR

four copies of the certification that the material is in accordance with

the drawings and specifications and has been properly installed.

1.4 APPLICABLE PUBLICATIONS

A. Publications listed below (including amendments, addenda, revisions,

supplements and errata) form a part of this specification to the extent

referenced. Publications are reference in the text by the basic designation

only.

B. American Society of Testing Material (ASTM):

D2301-04 ............... Standard Specification for Vinyl Chloride Plastic

Pressure Sensitive Electrical Insulating Tape

C. Federal Specifications (Fed. Spec.):

A-A-59544-00 ........... Cable and Wire, Electrical (Power, Fixed

Installation)

D. National Fire Protection Association (NFPA):

70-05 .................. National Electrical Code (NEC)

E. Underwriters Laboratories, Inc. (UL):

44-02 .................. Thermoset-Insulated Wires and Cables

83-03 .................. Thermoplastic-Insulated Wires and Cables

467-01 ................. Electrical Grounding and Bonding Equipment

486A-01 ................ Wire Connectors and Soldering Lugs for Use with

Copper Conductors
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486C-02 ................ Splicing Wire Connectors

486D-02 ................ Insulated Wire Connector Systems for Underground Use

or in Damp or Wet Locations

486E-00 ................ Equipment Wiring Terminals for Use with Aluminum

and/or Copper Conductors

493-01 ................. Thermoplastic-Insulated Underground Feeder and

Branch Circuit Cable

514B-02 ................ Fittings for Cable and Conduit

1479-03 ................ Fire Tests of Through-Penetration Fire Stops

PART 2 - PRODUCTS

2.1 CONTROL WIRING

A. Unless otherwise specified in other sections of these specifications,

control wiring shall be as specified for power and lighting wiring, except

the minimum size shall be not less than No. 14 AWG.

B. Control wiring shall be large enough so that the voltage drop under inrush

conditions does not adversely affect operation of the controls.

2.2 COMMUNICATION AND SIGNAL WIRING

A. Shall conform to the recommendations of the manufacturers of the

communication and signal systems; however, not less than what is shown.

B. Wiring shown is for typical systems. Provide wiring as required for the

systems being furnished.

C. Multi-conductor cables shall have the conductors color coded.

2.3 WIRE LUBRICATING COMPOUND

A. Suitable for the wire insulation and conduit it is used with, and shall not

harden or become adhesive.

B. Shall not be used on wire for isolated type electrical power systems.

2.4 FIREPROOFING TAPE

A. The tape shall consist of a flexible, conformable fabric of organic

composition coated one side with flame-retardant elastomer.

B. The tape shall be self-extinguishing and shall not support combustion. It

shall be arc-proof and fireproof.

C. The tape shall not deteriorate when subjected to water, gases, salt water,

sewage, or fungus and be resistant to sunlight and ultraviolet light.

D. The finished application shall withstand a 200-ampere arc for not less than

30 seconds.

E. Securing tape: Glass cloth electrical tape not less than 0.18 mm (7 mils)

thick, and 19 mm (3/4 inch) wide.
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PART 3 - EXECUTION

3.1 INSTALLATION, GENERAL

A. Install all wiring in raceway systems.

B. Seal cable and wire entering a building from underground, between the wire

and conduit where the cable exits the conduit, with a non-hardening approved

compound.

C. Wire Pulling:

1. Provide installation equipment that will prevent the cutting or abrasion

of insulation during pulling of cables.

2. Use ropes made of nonmetallic material for pulling feeders.

3. Attach pulling lines for feeders by means of either woven basket grips or

pulling eyes attached directly to the conductors, as approved by the

Resident Engineer.

4. Pull in multiple cables together in a single conduit.

3.2 INSTALLATION IN MANHOLES

A. Install and support cables in manholes on the steel racks with porcelain or

equal insulators. Train the cables around the manhole walls, but do not bend

to a radius less than six times the overall cable diameter.

B. Fireproofing:

1. Install fireproofing where low voltage cables are installed in the same

manholes with high voltage cables; also cover the low voltage cables with

arc proof and fireproof tape.

2. Use tape of the same type as used for the high voltage cables, and apply

the tape in a single layer, one-half lapped or as recommended by the

manufacturer. Install the tape with the coated side towards the cable and

extend it not less than 25 mm (one inch) into each duct.

3. Secure the tape in place by a random wrap of glass cloth tape.

3.3 CONTROL, COMMUNICATION AND SIGNAL WIRING INSTALLATION

A. Unless otherwise specified in other sections, install wiring and connect to

equipment/devices to perform the required functions as shown and specified.

B. Except where otherwise required, install a separate power supply circuit for

each system so that malfunctions in any system will not affect other

systems.

C. Where separate power supply circuits are not shown, connect the systems to

the nearest panelboards of suitable voltages, which are intended to supply

such systems and have suitable spare circuit breakers or space for

installation.
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D. Install a red warning indicator on the handle of the branch circuit breaker

for the power supply circuit for each system to prevent accidental

de-energizing of the systems.

E. System voltages shall be 120 volts or lower where shown on the drawings or

as required by the NEC.

3.4 CONTROL, COMMUNICATION AND SIGNAL SYSTEM IDENTIFICATION

A. Install a permanent wire marker on each wire at each termination.

B. Identifying numbers and letters on the wire markers shall correspond to

those on the wiring diagrams used for installing the systems.

C. Wire markers shall retain their markings after cleaning.

D. In each manhole and handhole, install embossed brass tags to identify the

system served and function.

3.5 EXISITNG WIRING

Unless specifically indicated on the plans, existing wiring shall not be

reused for the new installation. Only wiring that conforms to the

specifications and applicable codes may be reused. If existing wiring does

not meet these requirements, existing wiring may not be reused and new wires

shall be installed.

- - - E N D - - -
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